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A  BSTRAC  T 


In  this  eport  an  analysis  of  the  Mlohelson  stellar,  Fizeau  double-slit 
and  the  folding  interferometers  is  given  and  their  relative  merits  are  com- 
P  to  a  telescope  for  performing  source  size  measurement!!.  The 
atmospheric  effects  upon  these  instruments  are  examined  Experimental 
procedures  describing  the  use  of  tile  Michelson  stellar  interferometer  are 
given.  Experimental  difficulties  encountered  in  the  program  are  also  dis¬ 
cussed.  ft  is  concluded  that  interferometers  are  a  better  instrument  than 
telescopes  for  source  size  measurement,  in  the  presence  of  a  turbulent 
atmosphere  if  information  about  the  source  geometry  and  intensity  distri¬ 
bution  is  available.  When  the  source  geometry  and  intensity  distribution 

are  not  known,  then  none  of  the  instruments  give  an  absolute  source  size 
measurement  under  turbulent  condi tions. 
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CHAPTER  1 


INTRODUCTION 


SUMMARY  OF  OBJECTIVE 


PURPOSE 


The  purpose  of  this  project  was  to  establish  the  relative  advantages  of  the 
interf  -rometer  over  a  single  aperture  instrument,  such  as  a  reflecting  or  refracting 
telescope,  for  measuring  source  diameters  in  the  presence  of  atmospheric 
turbulence. 

PROBLEMS 

Under  this  contract,  Technical  Operatk-  s  Research  has  studied  the  relative 
merits  of  a  stellar  interferometer  versus  a  direct  imaging  system  to  noasure  small 
angular  diameters  in  the  presence  of  a  turbulent  atmosphere.  It  was  soon  clear 
that  the  interferometer  was  far  better  suited  to  the  task  than  was  the  direct  imaging 
system.  Further  investigation  of  the  interferometric  method  indicated  that  it  also 
has  limitations.  The  following  facts,  however,  are  well  established: 

1 .  A  random  or  turbule  t  atmosphere  produces  a  deformed  wave 
front  incident  on  the  aperture  of  the  measuring  instrument. 

2.  An  imaging  system  requires  an  undisturbed  (unaberrated) 
wave  front  in  order  to  provide  a  sharp  image. 

3.  A  spatially  random  variation  in  the  amplitude  and  phase  of  a 
wave  front  does  not,  however,  affect  the  coherence  of  the  wave 
at  ihe  plane  of  the  disturbance. 

4.  The  stellar  interferometer  determines  source  size  by  meas¬ 
uring  coherence 

It  follows  from  item  2  above  that  random  phase  errors  across  the  aperture  of 
a  telescope  produce  badly  aberrated  images  that  make  accurate  direct  measurement 
impossible.  The  telescope,  in  this  sense,  depends  on  the  integrated  effects  of  the 
phase  errors.  On  the  other  hand,  the  interferometric  method  requires  only  the 
measurement  uf  the  modulus  of  the  degree  of  coherence  of  the  incident  wave  front. 
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Therefore,  the  interferometer  need  only  "see"  the  field  at  two  different  points  in 
the  aperture  at  any  given  instant.  Now,  randomly  varying  the  phase  relations  be¬ 
tween  the  field  at  the  two  points  affects  only  the  phase  of  the  complex  degree  of 
coherence;  this  results  in  a  shift  of  the  fringes  but  does  not  affect  the  contrast 
The  following  quantitative  considerations  are  presented  to  illustrate  these  points. 

The  minimum  diameters  of  lenses  necessary  to  allow  the  direct  measurement 
of  the  diameters  of  small  light  sources  by  means  of  a  telescope  with,  say,  a  filar 
eyepiece  are  shown  in  Figure  1  as  a  function  of  the  angles  subtended  by  the  source.* 
In  plotting  Figure  1,  the  condition  was  imposed  that  the  angular  diameter  of  the 

source  to  be  measured  should  be  at  least  twice  the  diameter  of  the  diffraction  disk. 

-6 

To  measure  the  diameter  of  a  source  subtending  2  x  10  rad  would,  for  instance, 
require  a  telescope  with  an  aperture  of  at  least  131  cm!  This  assumes  good  astro¬ 
nomical  "seeing"  conditions.  In  the  presence  of  any  kind  of  turbulence,  a  direct 
measurement  of  small  sources  is  likely  to  be  difficult  no  matter  how  large  the  lens. 

A  major  advantage  of  interferometric  methods  is  that,  in  general,  much  smaller 

apertures  can  be  used  than  those  required  for  direct  imaging.  The  lower  limit  is 

set  only  by  the  light -gathering  requirements  of  the  system,  since  the  diffraction 

disk  evidently  has  to  be  of  sufficient  intensity  to  be  observed  visually,  measured 

photoelectrically,  or  recorded  photographically.  Previous  reports  on  the  subject 

are  somewhat  contradictory.  Michelson  and  Pease1  stated,  "The  application  of 

interference  methods  to  astronomical  measurements  is  not  seriously  affected  by 

atmospheric  disturbances,  and  indeed  observations  by  these  methods  have  proved 

2 

feasible  even  when  the  seeing  was  very  poor  "  Calder,  on  the  other  hand,  con¬ 
cluded,  '  The  statements  frequently  found  to  the  effect  that,  in  contrast  to  what 
might  be  expected,  the  interferometer  does  not  require  excellent  seeing  conditions, 
are  unduly  optimistic.  Atmospheric  conditions  appear  to  be  the  controlling  factor, 
and  seriously  restrict  the  possibilities  of  interference  methods.  " 

If  there  is  any  gap  between  theory  and  practice,  it  probably  arises  from  the 
limitations  imposed  on  the  technique  by  the  relatively  slow  detectors  that  are 


Instead  of  the  filar  eyepiece,  the  source  image  could,  of  course,  also  be  re¬ 
corded  on  photographic  film  and  measured  after  development. 
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Figure  1  Lens  Diameter  Necessary  to  Measure  Directly  Diameters  of  Sources 
as  a  Function  of  Angular  Source  Diameter 


presently  available  Thus,  although  the  contrast  of  the  fringes  is  not  affected  bv 
the  atmosphere,  the  position  of  the  fringes  varies  randomly  in  time  If,  as  is 
often  die  case,  the  frequency  of  this  motion  of  the  fringes  is  beyond  the  band  pass 
of  the  detector,  the  measured  value  of  the  contrast  is  less  than  the  actual  value 
and  the  result  is  that  the  source  diameter  as  measured  is  too  large,  Thus,  under 
typical  experimental  conditions,  photographic  detection  of  fringe  contrast  would 
require  an  integrating  exposure  of  several  minutes  This  is,  of  course,  prohibitive 
in  all  but  carefully  controlled  laboratory  experiments.  Visually,  the  situation  is 
often  considerably  improved.  The  eye  can  detect  the  image  in  fractions  of  a  second, 
and  typical  atmospheric  variations  are  on  the  order  of  a  few  cycles  per  second 
The  celebrated  experiments  of  Michelson  and  Pease  used  visual  detection.  Visual 
detection  has  also  been  used  in  the  present  Tech/Ops  program.  However,  there 

are  many  practical  problems  where  either  or  both  of  the  following  considerations 
apply: 

1.  The  intensity  level  is  too  low  for  visual  detection, 

2.  Good  "seeing”  conditions  do  not  exist  and  one  must  detect 
contrast  in  i0~2  to  1<T3  sec. 

The  availability  of  photoelectric  detectors  of  sufficient  sensitivity  and  the  devel¬ 
opment  of  suitable  techniques  for  photoelectric  fringe  detection  would  undoubtedly 
alleviate  some  of  the  difficulties  encountered  by  visual  techniques;  however,  the 
problem  of  detecting  contrast  in  these  short  times  has  yet  to  be  solved 

Having  outlined  some  of  the  problems  encountered  under  this  program,  which 
seem  to  indicate  that  interferometers  are  more  suited  to  the  task  of  source  size 
measurement  in  the  presence  of  turbulence,  we  shall  proceed  to  discuss  the  various 
types  of  interferometers  which  might  be  suited  for  the  task, 

THE  FIZEAU  DOUBLE-SLIT  INTERFEROMETER 

In  1868,  Fizeau  considered  the  fringes  formed  in  a  Young-type  experiment 
where  the  two  slits  were  illuminated  by  light  from  a  double  source,  namely,  two 
stars  close  together.  A  single  wavelength  was  selected  and  two  sets  of  fringes  were 
produced,  one  by  each  source.  No  interference  effects  took  place  between  these 
two  sets  of  fringes,  since  no  coherence  existed  between  the  two  sources.  Hence, 
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the  fringes  added  in  intensity,  not  in  amplitude  If  the  two  sources  had  similar 
intensities  and  the  two  wavelengths  were  nearly  the  same,  then  two  sets  of  inde¬ 
pendent  interference  fringes  could  be  made  to  superpose  exactly  and  thus  sharp 
fringes  be  maintained;  or  the  two  fringes  could  be  made  to  almost  disappear  if  dis¬ 
placed  by  a  complete  half  fringe  The  conclusion  is  that  the  visibility  of  the  fringes 
can  be  varied  from  0  to  1  where  the  visibility  of  a  set  of  fringes  is  here  defined  in 
the  usual  way  by. 


Visibility  = 


max  min 

I  +  I  . 
max  min 


(1) 


By  placing  a  pair  of  slits  of  spacing  d  over  the  telescope  objective,  fringes  are 

formed  in  its  focal  plane.  The  intensity  of  these  fringes  varies  according  to  a 
2 

cos  law,  and  their  angular  separation  is  X/d  when  a  single  source  is  viewed.  If 

now*  another  source  is  also  viewed  and  the  two  sources  have  an  angular  separation 

2 

of  o  at  the  objective,  a  second  set  of  cos  intensity  fringes  having  the  same  separa¬ 
tion  is  produced.  The  fringes  formed  by  each  source  have  a  different  center,  and 
the  angular  separation  of  the  centers  is  the  angular  separation  of  the  sources.  If 
d  is  now  varied  until  the  two  sets  of  fringes  have  centers  separated  by  half  a  fringe, 
then  the  angular  separation  of  the  fringes  is  known,  sirce  the  fringe  spacing  can  be 
accurately  determined.  Thus,  Fizeau  was  able  to  measure  the  angular  separation 
of  a  double  star  by  varying  d  until  the  fringes  disappeared;  under  these  circum¬ 
stances,  the  angular  separation  of  the  double  star  is  2X/d.  A  mathematical  analy¬ 
sis  of  this  instrument  is  given  in  Chapter  4. 

Michelson  applied  Fizeau 's  method  to  the  measuring  of  the  diameters  of  celes¬ 
tial  objects.  Initially,  he  measured  four  of  Jupiter's  moons  using  a  Lick  refracting 
telescope  with  slits  placed  over  the  objective.  Later,  acting  on  a  suggestion  of 
Hamy’s,  Michelson  replaced  the  slit  apertures  by  rectangular  apertures,  and  by 
using  mirrors  was  able  to  extend  the  effective  separation  of  the  apertures.  More 

recently,  this  style  of  stellar  interferometer  was  used  to  determine  the  angular 

3  4 

size  of  cel  _  ial  radio  sources.  Move  recently  still,  Hanbury-Browm  and  Twiss 

made  important  i  odifications  which  are  applicable  to  both  radio  and  visible  sources. 


ft 
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THE  MICHELSON  STELLAR  INTERFEROMETER 


The  construction  of  the  Michel  son  stellar  interferometer  is  shown  in  Figure  2. 

The  inner  mirrors  M  and  M„  are  fixed,  while  the  outer  mirrors  M  and  M  are 

&  S  14 

symmetrically  movable  and  perpendicular  in  axis  OA.  Light  from  the  distant 
source  after  reflection  by  the  mirrors  passes  through  the  two  apertures  S^  and  S^ 
and  into  the  tcdescope  objective.  Separation  of  the  two  beams  is  given  by  the  sepa¬ 
ration  of  the  two  mirrors  M^  and  M^  and  can  be  made  much  larger  than  the  aperture 
of  the  objective.  Therefore,  the  smallest  angular  diameter  that  may  be  measured 
is  determined  by  the  maximum  possible  separation  of  the  outer  mirrors  and  not  by 
the  diameter  of  the  objective. 


Figure  2.  Schematic  Diagram  of  the  Michelson  Stellar  Interferometer 


In  the  image  plane  of  the  objective  eos“,  intensity  fringes  are  seen  These 
fringes  fail  off  in  intensity  on  moving  out  from  the  axis  because  of  the  diffraction 
envelop  of  the  apertures  and  S  >  Consider  a  system  in  which  and  S0  are 
circular  apertures  Then  by  making  and  small,  the  Airy  disc  wall  be  large, 
and  a  considerable  number  of  fringes  will  be  seen  crossing  the  disc.  To  determine 
the  source  size,  mirrors  M,  and  M  are  moved  symmetrically  until,  at  some  dis- 

i  *t 

tance  d  the  fringes  vanish.  The  angular  diameter  of  the  star  9  is  then  given  by 
the  expression 


9  =  l . 22  \/d  .  (2) 

The  method  is  also  adaptable  to  the  measurement  of  the  diameters  of  micro¬ 
scopic  particles  that  cannot  be  resolved  by  the  microscope.  One  important  differ¬ 
ence  between  the  Michelson  and  the  Fizeau  interferometers  is  that  Michelson's  is 
nonstationary  (i.e. ,  the  fringes  and  their  envelope  do  not  move  as  a  unU  in  the 
image  plane  as  the  source  is  moved  off-axis).  A  mathematical  description  including 
this  effect  is  given  in  Chapter  2. 

Essentially,  the  fringes  seen  in  a  Michelson  interferometer  are  two-beam 
interference  fringes  formed  by  division  of  amplitude.  If  the  two  beams  were  com¬ 
pletely  coherent,  then  the  fringes  would  have  a  visibility  of  1  and,  if  incoherent,  a 
visibility  of  0.  The  source  to  be  measured  is  considered  incoherent;  but.  since 
light  from  a  single  point  of  the  source  reaches  all  points  in  the  field,  and  therefore 
each  aperture,  there  is  some  correlation  in  the  field.  By  this  type  of  consideration, 
the  visibility  of  the  fringes  can  be  calculated  from  the  known  parameters  of  the  sys¬ 
tem.  However,  it  is  more  desirable  to  describe  the  experiment  in  terms  of  modem 
coherence  theory.  Indeed,  for  the  Hanbury-Brown  and  Twiss  modification,  it  is 
only  really  understandable  from  this  standpoint. 

In  coherence  theory,  the  term  "partially  coherent"  is  used  to  describe  *he 
interfering  beams.  The  resulting  intensity  distribution  is  then  given  by  the  follow¬ 
ing  expression 


I(P>  =  \  *  I2 


e°s  *12 


(3) 
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s  the  so- 


where  1^  and  1^  are  the  intensities  of  the  individual  beams,  and  !>l0!  i 
called  degree  of  coherence.  For  the  case  when  I  I0, 

I(p)  =  21  f  1  +  !-y12!  cos  <f>12  ,  (4) 

N  / 

and  | Y j 2^  *s  e<Tua^  to  the  visibility  of  the  fringes. 

Experiments  to  verify  Eq.  (4)  have  been  carried  out  ana  reported  ;n  the  liter¬ 
ature  (Thompson  and  Wolf,  °  Thompson6). 

FOLDING  INTERFEROMETER 

The  only  available  description  of  this  instrument,  proposed  by  L  Mertz, 
appears  in  a  pair  of  advertisements.  '  This  instrument,  which  Mertz  calls  a  wave- 
front  folding  stellar  interferometer  (Figure  3),  is  closely  related  to  an  earlier 

g 

model  by  W,  M,  Sinton.  Since  no  detailed  theoretical  treatment  of  the  underlying 
physics  of  this  interferometer  w>as  available,  an  attempt  to  mathematically  analyze 
its  potential  seemed  worthwhile.  This  analysis  appears  in  Chapter  4  and  its  merits 
are  compared  with  those  of  other  instruments  in  Chapter  5. 


Mirrors 

Figure  3.  Wave- Front  Folding  Stellar  Interferometer 
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The  usual  analysis  of  interferometers  (see  Chapters  2  ano  4)  is  only  applicable 
to  source  diameter  measurements  if  the  medium  between  the  source  and  che  tele¬ 
scope  is  completely  isotropic  and  homogeneous.  Yet,  when  using  an  interferometer 
to  determine  the  angular  size  of  a  star,  it  is  not  a  good  approximation  to  treat  the 
intervening  medium  as  isotropic  and  homogeneous.  The  question  then  has  to  be 
asked,  What  effect  does  a  real  atmosphere  have  on  the  fringes  in  an  interferometric 
experiment? 

To  answer  this  question,  it  is  necessary  to  discuss  whai  anisotropy  exists  in 
the  atmosphere.  To  this  end,  consider  a  conceptual  experiment  in  which  a  small 
optical  transmitter  is  set  up  in  space  well  above  the  atmosphere.  On  the  earth,  a 
receiver  is  set  up  consisting  of  a  mirror  and  a  detector  (photomultiplier).  The 
mirror  is  directed  at  t^e  source,  and  the  output  power  is  plotted  versus  the  aper¬ 
ture  of  the  mirror.  1'  .c  quite  small  mirrors,  the  power  increases  as  the  square 
of  the  aperture  area.  As  the  aperture  is  increased  still  further,  however,  the 
received  power  increases  at  a  slower  rate,  while  for  quite  large  apertures,  the 
received  power  grows  only  with  aperture  size.  These  are  the  same  effects  experi¬ 
enced  in  scatter  communications  systems. 

The  power  referred  to  above  is  the  average  power.  If  the  experiment  were 
actually  performed,  the  received  power  for  a  given  aperture  size  would  be  seen  to 
fluctuate  about  a  mean.  The  fluctuations  can  be  described  as  Rayleigh  noise  and 
have  been  discussed  in  detail  in  the  scatter  literature. 

These  results  are  easy  enough  to  describe.  The  atmosphere  may  be  con¬ 
sidered  to  be  a  medium  composed  of  spatially  random  variations  in  index  of  refrac¬ 
tion.  Furthermore,  the  atmosphere  suffers  random  rearrangements  in  time.  Thus, 
a  point  source  located  beyond  the  atmosphere  results  not  in  a  plane  wave  incident 
on  the  aperture  of  the  receiver,  but  rather  in  a  highly  distorted  wave  front.  The 
precise  shape  of  this  incident  wave  front  depends  on  the  detailed  shape  of  the  index 
variations  in  the  atmosphere  at  the  time  of  the  passage  of  the  wave  front.  If  the 
scale  of  the  wave-front  variation  is  small  compared  to  the  aperture  of  the  receiving 
antenna  (lens  or  mirror),  then  the  resulting  pattern  in  the  focal  plane  has  the  ap¬ 
pearance  in  space  of  Rayleigh  distributed  noise. 
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Under  these  circumstances,  the  gain  of  the  system  will  depend  on  the  location 
of  the  detector  relative  to  the  power  distribution  in  the  Rayleigh  noise  pattern,  as 
illustrated  in  Figure  4,  The  light  distribution  in  Figures  4(a)  and  4(b)  was  obtained 
by  allowing  a  coherent  but  random  wave  front  to  be  incident  on  a  collecting  aperture 
Clearly,  if  a  point  detector  were  used  instead  of  a  film,  the  output  01  he  detector 
would  depend  on  its  location  relative  to  the  maxima  in  this  pattern  Since  the  loca¬ 
tion  of  these  maxima  vary  with  each  rearrangement  of  the  atmosphere,  large  vari¬ 
ations  in  the  output  of  a  point  detector  are  to  be  expected. 

It  should  be  noted  that  such  spatially  random  patterns  do  not  affect  the  coher¬ 
ence  of  the  radiation  in  terms  of  the  Wolfs  fc  nalism.  Figures  4(a)  and  4(b)  show 
the  patterns  through  two  different  apertures,  each  of  which  is  large  compared  to 
the  scale  of  the  wave-front  variations.  Figure  4(c)  shows  the  interference  pattern 
caused  by  allowing  light  from  each  of  these  apertures  to  interfere.  It  should  be 
noted  that  at  every  position  in  Figure  4(c)  where  the  light  is  detectable,  there  are 
high  contrast  fringes.  Since  for  quasi -monochromatic  illumination  the*  contrast  or 
visibility  of  interference  fringes  is  identical  to  the  degree  of  coherence,  it  must  be 
concluded  from  Figure  4(c)  that  the  coherence  of  the  radiation  was  unaffected  by 
passage  through  the  random  media.  In  this  experiment,  the  random  noise  was 
introduced  by  placing  ground  glass  over  the  two  apertures. 

To  continue  the  discussion  of  atmospheric  effects,  consider  next  the  appearance 
of  the  diffraction  pattern  when  the  receiving  aperture  is  small  compared  to  the  scale 
of  the  wave  variations.  Under  these  circumstances,  the  lens  sees  essentially  a 
plane  wave  whose  direction  varies  from  one  instant  to  the  next  in  a  random  fashion. 
The  shape  of  the  diffraction  pattern  is  thus  the  same  as  it  would  be  if  the  intervening 
atmosphere  were  replaced  by  free  space.  The  location  of  this  pattern,  however,  is 
determined  by  the  random  index  variations  in  the  atmosphere.  These  variations 
are  essentially  the  phenomena  responsible  for  the  visually-observed  '’twinkling  of 
stars.  ”  Here  the  pupil  of  the  eye  is  certainly  small  compared  to  the  scale  of  at¬ 
mospheric  fluctuations  At  every  instant  the  eye  forms  a  good  image  of  the  star, 
but  this  image  moves  about  in  a  random  «ay  cn  the  retina.  This  random  motion  of 
the  image  is  thus  interpreted  as  a  "twinkle.  "  While  at  any  instant  such  a  small  lens 
is  forming  the  correct  diffraction  pattern  with  the  free-space  gain,  beamwidth,  and 
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( a)  The  diffraction  pattern  of  an  aperture 
with  ground  glass  placed  over  it  to 
introduce  random  noise 


( b)  A  similar  photograph  for  an 
identical  aperture 


(c)  The  interference  effects  introduced 
by  allowing  the  light  from  the  two 
apertures  to  interfere 

Figure  4.  Effect  of  Random  Noise  on  the  Coherence 
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sid*3  lobe  level,  it  is  forming  the  \  attem  at  the  wrong  location  In  fact,  the  nei 
ga\  f  such  a  small  receiving  aperture  will  be  determined  by  the  location  of  the 
detecior  relative  to  the  location  of  the  maxima  of  this  diffraction  pattern  Thus,  in 
this  case  also,  a  point  detector  would  observe  a  random  variation  in  gain 

q 

lo  provide  a  single  constant  description  of  these  phenomena,  Berarf  introduced 
an  ensemble  average  formalism  of  coherence  theory.  In  terms  of  this  theoretical 
picture,  the  ^receding  phenomena  are  described  by  the  following  argument  A  dis¬ 
tinct  quasi-monochromatie  point  source  produces  a  essentially  coherent  plane  wave 
that  impinges  on  the  random  media  (atmosphere),  Although  passage  through  the 
media  does  not  affect  the  coherence  of  the  radiation  in  terms  of  Wolf's  formalism 
(see  Figure  4),  it  does  affect  the  ensemble  averaged  coherence.  In  particular,  the 
finer  the  scale  of  the  atmosphere  variations,  the  greater  is  the  reduction  of  the 
ensemble  averaged  coherence  at  a  wave  front  that  passes  through  this  medium. 

The  ensemble  average  diffraction  pattern  of  the  receiving  aperture  may  then  be  de¬ 
scribed  as  a  diffraction  of  partially  coherent  light. 

In  a  series  of  papers  by  Parrent  and  dinner,  Thompson,  11  and  Shore, 1  ^  the 
diffraction  of  partially  coherent  radiation  has  been  examined  in  some  detail  for  a 
useful  class  of  coherence  functions.  The  results  obtained  by  these  authors  indicate 
that  the  observable  characteristics  of  the  diffraction  pattern  (Strehl  definition, 
beamwidth,  side  lobe  level)  depend  on  the  detailed  structure  ^  the  coherence  func¬ 
tion,  in  the  diffraction  aperture.  In  fact  the  characteristics  of  the  diffraction  pattern 
are  seen  to  vary  ever,  qualitatively  with  the  form  of  the  muluai  coherence  function. 

In  Figure  5,  the  intensity  pattern  cf  a  slit  illuminated  by  partially  coherent 
light  is  plotted  in  angular  coordinates .  The  curve-to-cui ve  parameter,  y,  is  the 
ratio  of  the  aperture  size  to  the  coherence  interval.  In  particular,  when  y  =  0 

2 

(when  coherent  light  is  incident  upon  the  aperture),  the  diffraction  pattern  is  a  sine 
pattern  of  the  diffraction-limited  rectangular  aperture.  As  this  parameter  is  varied, 
the  height  of  the  central  maximum  diminishes,  the  nulls  begin  to  fill  in,  and  the 
width  of  the  central  maximum  and  that  of  the  side  lobes  increases.  In  Figures  6 
and  7  theoretical  and  experimental  curves  for  a  circular  aperture  illuminated  with 
light  having  a  Be  sine  correlation  (i.e. ,  2J^(x)/k  where  J^(x)  is  a  Bessel  function  of 
the  first  kind)  are  shown.  The  agreement  between  theory  and  experiment  is  known 
to  be  excellent 
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Figure  6,  Theoretical  Intensity  Pattern  for  a  Circular  Aperture 


In  the  preceding  discussion,  the  atmospheric  effects  on  image  quality  have 
been  described  from  two  different  points  of  view  From  the  first  point  of  view, 
detailed  knowledge  of  the  index  variations  in  the  atmosphere  is  required  to  predict 
the  performance  of  the  given  opticai  system  in  the  second  approach,  it  is  neces • 
sary  only  to  know  a  certain  statistical  parameter  of  the  atmospheric  index  varia¬ 
tions  In  particular,  it  N  important  to  know  that  the  required  parameter,  the 
coherence  interval,  is  determined  by  the  two-point  coherence  funotion  describing 
the  random  media  A  complete  statistical  description  of  the  performance  of  optical 
instruments  can  be  obtained  by  simply  measuring  the  mannei  in  which  the  index  of 
refraction  fluctuates  at  various  points  in  the  atmosphere.  Experiments  involving 
essentially  point-to-point  measurements  with  a  refraetometer  cannot  provide  the 
necessary  parameters  for  the  determination  of  the  performance  of  optical  instru¬ 
ments  that  must  look  through  the  atmosphere,  except  under  very  special 
circumstances . 

Limitation  on  the  Performance  of  an  Interferometer 

In  the  actual  use  of  a  Michelson  stellar  interferometer,  the  size  of  the  source, 
which  is  incoherent,  is  measured  by  setting  the  spacing  of  the  apertures  for  zero 
fringe  visibility.  In  this  way,  the  correlation  interval  for  the  light  arriving  at  the 
instrument  is  determined  However,  the  value  of  the  correlation  interval  is  not 
only  determined  by  the  size  of  the  source,  but  also  by  the  atmosphere.  The  atmos¬ 
phere  has  the  effect  of  making  the  correlation  interval  shorter,  and,  since  the  cor¬ 
relation  interval  is  a  time  average,  it  is  the  time-averaged  atmosphere  fluctuations 
that  are  important  This  means  that  the  answer  obtained  for  the  source  size  is 
always  too  large.  Therefoie,  a  correction  has  to  be  made  to  allow  for  the  atmos¬ 
pheric  effect  on  the  correlation,  if  an  absolute  result  is  being  sought. 

It  must  also  be  realized  that  the  atmosphere  sets  a  limit  to  the  smallest  size 
of  source  that  can  be  measured  by  an  interferometer  Thus,  atmospheric  effects, 
not  engineering  difficulties,  determine  the  maximum  separation  of  slits  To  estab¬ 
lish  what  limits  should  be  set  for  the  separation  of  these  apertures  requires  a 
knowledge  of  the  magnitude  of  the  atmospheric  effects 

In  a  laboratory  experiment,  it  is  possible  to  investigate  the  effect  of  a  simu¬ 
lated  atmosphere,  because  the  source  size  is  now'  a  known  quantity.  Consider  *he 
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type  of  experiment  involving  two-beam  interference  by  division  of  amplitude  for 
measurement  of  the  size  of  an  incoherent  source  set  up  in  the  laboratory.  If  the 
laboratory  atmosphere  is  considered  still,  then  the  source  size  may  be  measured 
Since  a  source  of  known  size  can  be  used,  the  measured  diameter  may  be  verified, 
and  hence,  if  the  known  and  measured  diameters  ^.gree,  then  the  assumption  of  a 
still  laboratory  atmosphere  is  valid.  The  turbulence  was  introduced  quite  satis¬ 
factorily  by  using  a  hot  plate  and  the  amount  controlled  by  the  voltage  applied  to 
the  hot  plate.  When  this  w'as  done,  however,  the  measurement  of  the  fringe  visi¬ 
bility  was  a  difficult  problem  limiting  the  usefulness  of  the  instrument. 

SUMMARY  OF  THE  WORK  DONE 

In  Chapter  1  we  discussed  the  problem  areas  encountered  in  this  program  and 
the  instruments  to  be  used  in  measuring  source  sizes,  A  general  discussion  of 
atmospheric  effects  upon  these  instruments  was  also  given.  In  the  remainder  of 
the  report  (Chapters  2-5)  a  mathematical  description  of  each  instrument  will  be 
given  as  well  as  a  detailed  description  of  the  experiments  performed  during  this 
contract.  Some  further  effects  of  turbulence  upon  source  size  measurements  are 
aiso  discussed.  The  results  compare  the  relative  merits  and  disadvantages  of  the 
particular  instruments  as  source  size  measuring  devices.  The  analysis  g’ven  of 
the  folding  interferometer  and  the  Fizeau  interferometer  in  Chapter  4  was  not  per¬ 
formed  under  this  contract  In  a  subcontract  to  Block  Associates  Inc  on  the  Glow’ 
program  we  were  asked  to  compare  the  two  instruments.  Due  to  their  relative 
importance  to  the  present  problem  the  results  are  included  here  for  the  sake  of 
continuity  and  completeness. 


CHAPTER  2 


THEORETICAL  CONSIDERATIONS  OF 
THE  MICHELSON  STELLAR  INTERFEROMETER 

INTRODUCTION 

Some  theoretical  effort  was  spent  during  this  contract  investigating  the  sta- 
tionarity  of  the  Michelson  stellar  interferometer  T  Holland  observed  (private 
communication)  that  the  impulse  response  of  this  interferometer  was  nonstationary 
It  is  of  considerable  importance  to  determine  what  effect  this  might  have  on  source 
size  measurements;  hence,  considerable  effort  was  expended  to  investigate  the 
problem  theoretically.  (The  stationarity  of  the  Fizeau  version  of  the  interferometer, 
which  consists  of  widely  spaced  double  slits  and  a  suitable  focusing  lens,  is  not 
affected  by  Holland's  observation. ) 

NONSTATIONARITY  EFFECTS  ON  SOURCE  SIZE  MEASUREMENTS 

The  careful  tracing  of  rays  through  the  aparatus  of  Figure  2  shows  that  no  path 
difference  is  introduced  between  the  two  paths  through  the  interferometer  by  tipping 
the  wave  front  through  a  small  angle  a  to  the  normal.  This  result  occurs  because 
of  the  symmetrical  design  of  the  original  apparatus  by  Michelson.  If  the  system 
were  stationary,  a  path  difference  would  be  expected  between  ihe  mirrors  and  the 
slits.  To  show  the  effect  of  the  nonstationarity  on  the  system,  it  is  advantageous 
to  derive  its  impulse  response,  or  Green's  function.  Since  the  system  is  linear  in 
intensity,  the  image  intensity  can  be  found  by  performing  the  ail  space  integral  of 
the  Impulse  response  times  the  object  intensity  distribution  The  result  will  then 
be  compared  with  Michelson 's  to  see  what  effect  the  nonstationarity  has  on  the  sys¬ 
tem  in  measuring  source  sizes. 

The  impulse  response  is  defined  to  be  the  intensity  distribution  in  the  image 
plane  from  a  distant  point  source.  In  Figure  2,  represent  the  apertures  as  slits  of 
width  2b  (see  Figure  8),  and  consider  the  nature  of  the  disturbance  at  the  slits  If 
the  wave  front  is  tipped  through  a  small  angle  a  to  the  normal,  then  the  disturbances 
at  corresponding  points  in  the  slits  in  the  x  plane  are  out  of  phase  by  (2a)  2 r/\.  If 
half  of  this  phase  is  associated  with  each  aperture  in  the  x  plane,  then  the 
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disturbance  at  the  center  cf  the  upper 
slit  lags  the  disturbance  at  the  center 
of  the  lower  slit;  hence,  the  phase  of 
the  disturbance  at  the  upper  slit  may 
be  written  as 

-ikox 

e 

while  the  phase  of  the  disturbance  at 
the  lower  slit  is 

iko(-x) 

No  additional  path  difference  is  intro¬ 
duced  in  going  through  the  system. 

To  find  the  disturbance  at  a  slit 
in  the  y  plane,  a  change  of  variables 
is  made;  for  y  >  o  (i.e.,  the  upper 
slit) 

y  =  x  -  (S  -  s)  , 


l 


0«J*CT 

PLANE 

Figure  8.  Nomenclature  for  Stellar 
Interferometer 


where  the  slit  range  iss-b<y<s  +  b;  thus  the  phase  at  the  upper  slit  in  the  y 
plane  Is 

e-iko(y+  S-s) 
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For  y  <  o  (i,e, ,  the  lower  slit). 


-x  =  -y  -  (S  -  s) 


y  =  x  +  (S  -  s) 


for  the  slit  range  -s  -  b  <  y 
plane  is 


s  +  b  so  that  the  phase  at  the  lower  slit  in  the  y 


-iko(y  -  (S  -  s)) 


Equations  (5)  and  *6)  and  their  corresponding  limits  are  the  aperture  distribu- 
tioi.  for  the  problem.  Using  Green's  function  solution  to  the  wave  equation,  we  find 
that  the  image  intensity  distribution,  or  the  impulse  response,  is  the  square  of  the 
Fourier  transform  of  this  aperture  amplitude  distribution.  The  image  amplitude  is 


U(d>. x)  - 


■s  *  b 

h  -ik«(y  -  (S  -  s))  -ikvd>  , 

^  e  e  -  dy 


s  +  b 


^  e“iko,(y  +  S  -  s)  -ikyo 


s  -  b 


Let  a  +  0  =  <*>,  where  a  is  the  angle  of  tip  and  0  is  the  field  angle 


-s  +  b 


U(0,  a)  =  |  \  e-iky(Q'  +  0)  dy  |  ika?(S  -  s) 


■s  -  b 


j  s  b 

f  p-iky{Q  +  9) 

J 

Ls-  b 


dy  i  e 


-ikofS  -  s) 


-s  +  b 


_  e’ko,(S-  s)  ^  e-iky<i>  dy  +  e-ik«(S-si  "  e-’kyo 


-s  “  b 
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Making  the  change  of  variables 


y  -  y  -  s  in  the  first  integral 


and 


y  —  vrf  +  s  in  the  second  integral  , 


6) 


i- 

!nd 

le 

is 


<) 


we  obtain 


U(Q,  «) 


ik  £a(S  -  s)  +  s 


-Ik  [a(S  -  s)  +  s 0] 


e-‘kr®d>' 


J  -b 


Performing  the  integral,  rewriting  the  exponential  term,  and  squaring  the 
answer  yields 


g(9,  a)  =  !U(0,  a)|2  =  16  b2  sine  ?  cos2  ™f0s  +  (S  -  s)a)  (9) 

A  A 

In  Eq.  (9),  g(0  ,  o)  ^  g(0  +  0)  alone,  so  convolution  type  integrals  involving  this 
impulse  response  are  not  possible.  This  characteristic  is  called  the  nonstationarity 
of  the  system.  (Note:  if  S  =  s  the  system  is  stationary.  This  case  is  just  the 
Fizeau  interferometer. ) 

What  additional  effect  does  this  additional  phase  in  the  cosine  term  have  on  the 
system?  To  answer  this  question  we  must  actually  image  a  source  through  tills 
linear  system  and  perform  the  resulting  integral. 

If  the  source  distribution  is  represented  by  I^(a)  over  the  physical  source,  then 

Ct 

o 

Iim(e)  =  f  I  <<*)  g(0,  or)  da  (10) 

-a 

o 
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where  g(0,  cr)  Is  the  im^  Use  response  given  by  Eq,  (9)  Substituting  Eq  (9)  into 

9 

Eq  (]0)  and  expanding  the  cos“  term  yields 


a 


21,(0) 


im 


16  b 


f  .  ,  .  .  2  2wb  J,  .  ,  (9  +  a)s  {  (S  -  s)Q 

=  \  I  (a)  sine  — —  (0  +  a)  1  +  cos  4ttj - - — ‘-cos  -Iff-* — 

o  X  X  X 


-a 


o 


(11) 


-  sin  47r 


(0  +  Of)s  T  ,  (S  -  8)0 

A - - - L  gin  4^ - ~~L— 


An  -  'l  +  h  -  >3 


Fourier- transforming  such  relationships  yields 


Using  Eqs,  (11)  and  (12),  we  obtain 


a 

ac  o 

I  (p)  =  (  ^  I  (a)  sine2  2irb(0  +  a)  do  e  ij7r^0  d9  . 

1  J  v  ® 

-«>  O' 

o 

Representing  the  spatial  star  distribution  by  D(a)  for  all  space  and  using  Eq.  (12), 
we  find  that 


let 


Ij(p)  =  D<-fj)  i(p) 


D(a)  =  1  - a  <  a  <  a 

'  o  —  —  o 


0  -a  >  a  >  a 
o  o 


S(x)  =  sine  (2?rx) 


(13) 
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where  D(a)  is  given  by  Eq  (13)  Since  the  Fourier  transform  of  the  cosine  is  two 
5  functions,  these  integrals  become 


D0(-u)  =  a. 


f  r 

•Is  a 

i.  L 


(M  -  2A') 


+  S  a  (u  +  2A-) 
!  o^ 

L 


\i 


and 


so  that 


7m  =  <fT(b'4  -  2s  )  +  Tfly/fi  +  28')  l 

z  4h'  “  l  J 


O' 


2_  /; 


\ 


I2^)  =  ^2  ^  i-  S(^ao0i  +  2A')  J 


Nl 


X 


-j  T(b'  4  -  2s')  +  T(b 'fa  +  2s') 


(15) 


Similarly,  we  find  that 

Igfo)  =  D3(-M)  f3(M)  , 

where 


D3<-"> 


1  f  -2Tri(-^)o  ^  2 naf,{  2?ri2A'o  -2n2A'»..'  , 

■57  \  e  r/  ^  D(f)  e  s  e  -  e  da  di 

*  •  ■  V  J 
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-h  f 


2i 


DU) 


^  e27ria(M  +  £  +  2A')  _  e2?ria(^  +  (  -  2A' ) 
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D  is  given  by  Eq  (13)  and  S  is  a  symmetric  function  so 


Aloft  ftm 


and 


a 

B3<-“>  '  f 


r  / 

Si  or  (U 
L  V  ° 


2A') 
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S  f  a 
\  ° 


(m  -  2A) 

/' 


f3^) 


— V  W/p  -  2s')  -  T(b7*i 

8b  "i  v 


Combining  Eqs.  (16)  and  (17)  yields 

~  Go  r  /  \  /  \ 

I  (M)  - - 2S'Qo^  +  2A'>  -S(a  <p  -  2A') 

r  1 

x  -(  T(b'/p  -  s')  -  T(b'/p  +  2s')  }■ 

L  P 

Substituting  Eqs.  (14),  (15),  and  \„C)  into  Eq.  (12),  we  see  that 


(16) 


(17) 


(18) 


IOi)  =  2ff  X2  2T(b'/p)  sfuu  +  S^a  ^  -  2A')X  T(bVp  +  2s') 

°  \  \  °V  \  °  y 


/  \ 

+  S  aQ(n  ►  2A')  T(b\/p  -  2s') 


(19) 


To  find  the  image  intensity  distribution  in  the  image  plane,  ve  must  take  the 
inverse  Fourier  transform  of  Eq  (19)  This  leads  to  a  cumbersome  answer  which 
will  not  be  included  since  it  gave  no  more  information  than  the  special  cases  which 
we  shall  now  consider. 

CASE  I 

Assume  that  T  is  so  narrow'  compared  to  S  that  it  is  essentially  a  5  function 
centered  at  its  p  argument.  Physically,  this  corresponds  to  the  case  of  point 
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collectors  or  infinitesimally  small  slits  in  the  interferometer  Taking  the  inverse 
Fourier  transform  of  Eq  (19)  and  using  the  symmetric  property  of  S  yields 


I,  («)  =  2 o  X2  r2S(o)  *  2S  fa  2(s'  +  A'f  Y  2  cos  47r8'0 

im  o  L  v  °  yJ 


(20) 


where  S(o)  -  1 .  The  contrast  of  the  fringes,  or  the  coherence  given  by 


S 


I  -  I  . 

max  min 

12  "  I  +  I  . 

max  mm 


(21) 


is 


'2a  S 
o 


(22) 


This  function  is  zero  when  the  argument  of  S  equals  ir.  The  source  size  is  given  by 


2  o  =  — 
o  2S  • 


(23) 


This  is  the  same  result  obtained  by  Michelson.  For  circular  apertures 


2a 

2  o  2S 


(23a) 


CASE  II 

Assume  that  the  sine  functions  in  Eq.  (19)  are  constant.  Physically,  this 
means  that  the  source  is  a  point  represented  by  a  <5  function  that  is  always  com¬ 
pletely  unresolved  Fourier-inverting  Eq.  (19)  under  such  conditions  yields 


1(9)  a  2 


(*  TfbVp)  e27rt#iG  dc 

J 

—  OC 


(1  +  COS  47TS'  0)  , 


(24) 


showing  that  the  contrast  of  the  fringes  is  unity. 
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CASE  III 


Assume  that  the  slit  size  is  finite  Obviously,  the  star  must  be  so  small  that 
it  cannot  be  resolved  by  the  aperture  2b.  If  this  aperture  could  resolve  the  star, 
the  outer  mirrors  would  not  be  necessary  in  the  apparatus  because  the  source  size 
would  be  directly  obtainable  in  the  absence  of  turbulence. 

The  resolution  of  the  aperture  is 


R  2b 


since  the  star  is  unresolvable  by  the  aperture, 


a  <<  -rr 
o  4b 


Therefore,  in  Eq.  (19)  the  sine  functions  are  very  broad  compared  to  the  triangular 
functions  and  may  be  treated  as  constant  over  the  range  of  the  triangular  function. 
With  this  assumption,  a  Fourier  inversion  of  Eq.  (19)  shows 


i.  {e) 

lm 


4o 

o 


r 

\  Tfb'/p)  dp  1  +  S^2o  (s'  +  A')  cos  4?rs'9 

J 


and  the  contrast  of  the  fringes  is 


/ 2a  S\ 

s  l\~r) 


which  yields  Michelson’s  result. 


CONCLUSION 


Case  III  covers  most  cases  of  physical  interest  for  which  the  stellar  interferom¬ 
eter  would  be  used  Cases  for  which  the  sine  function  cannot  be  treated  as  constant 
would  be  those  where 


o  4a 
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(i  e. ,  the  star  is  resolvable  by  the  telescope  aperture)  In  this  event,  the 
Michelson  stellar  interferometer  is  not  necessary  because  either  the  Fizeau  inter¬ 
ferometer  or  the  telescope  will  enable  a  source  size  measurement  to  be  made 

It  may  be  concluded  that,  even  though  the  stellar  interferometer  of  Michelson  is 
nonstationary  (i.e, ,  the  fringes  and  envelope  do  not  move  as  a  unit  in  the  image 
plane  when  the  eource  is  moved  off  axis),  the  source  size  is  still  given  by 
Michelson 's  "lassica!  result  that  the  coherence  function  is 


/  2o  S 

SV^ 


and  the  resulting  source  size  is 


The  nonstationarity  of  the  system  does  not  matter  as  long  as  condition  (Eq  (25))  is 
obeyed.  This  apparently  covers  all  cases  of  practical  interest. 

EFFECTS  OF  TURBULENCE  ON  ANGULAR  DIAMETER  MEASUREMENTS 

USING  AN  INTERFEROMETER 

In  this  section  we  shall  outline  the  method  for  measuring  the  angular  diameter 
between  two  distant,  incoherent,  quasi-monochromatie  point  sources  using  inter¬ 
ference  experiments.  We  shall  use  arguments  similar  to  those  first  given  by 
Michelson.  The  nonturbulent  case  will  be  considered  initially  and  then  the  turbulent. 

When  two  point  sources  S  and  Sr  are  very  distam,  the  radiation  impinging 
upon  the  measuring  apparatus  may  be  represented  by  two  plane  waves.  Referring 
to  Figure  9,  we  consider  the  plane  wave  originating  at  S1  to  propagate  perpendicu¬ 
larly  to  screen  A  and  the  plane  wave  from  Sg  to  propagate  at  angle  9  to  the  wave 
from  5^  Pj  and  are  two  pinholes  on  screen  A  a  distance  d  apart.  The  screen 
B  is  taken  to  *>e  in  the  far  field  of  the  two  pinholes  in  A 

The  fringe  intensity  pattern  due  to  the  source  S  above  is  shown  by  the  solid 
line  on  B.  The  maximum  intensity  is  at  and  the  minimum  at  N^  The  minimum 


Figure  9.  Spatial  Relationship  Between  Two  Sources  and  Interferometer 

point  occurs  because  the  rays  from  Pj  and  P2  are  out  of  phase  here.  The  fringe 
intensity  pattern  resulting  from  SQ  above  is  gi/en  by  the  dotted  line.  Since  the  two 
sources  are  taken  to  be  incoherent,  the  intensities  on  the  screen  add,  and  the 
observed  fringe  pattern  is  the  sum  of  the  individual  patterns. 

If  d  is  very  small,  and  M2  will  almost  coincide  and  the  sum  of  the  two  in¬ 
dividual  patterns  will  exhibit  very  shaip  fringes.  As  d  increases,  however, 
and  M2  separate,  and  eventually  M2  coincides  with  .  At  this  point  the  sum 
pattern  exhibits  no  fringes  (assuming  S  and  S2  are  of  equal  intensity).  For  fixed 
0  the  distance  d  for  which  Mg  and  coincide,  say  d^j.  determines  0.  Calculation 
shows  that  0  =  x/2d^  (x  is  the  m^an  radiation  wavelength). 

Thus,  in  the  absence  of  turbulence,  one  need  only  observe  the  fringes  on  B  as 
a  function  of  d  to  determine  the  angular  diameter  of  two  distant,  incoherent,  quasi- 
monochromatic  point  sources.  Note  that  we  must  use  quasi-monochromatic  Lght 
since  the  fringe  wavelength  (distance  between  and  the  next  peak)  depends  upon 
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the  radiation  wavelength.  Further,  all  path-length  differences  we  consider  must  b* 
less  than  c/Ar  (Ai  is  the  frequency  spread  of  the  radiation,  c  is  the  velocity  of 
light) . 


When  turbulence  is  present,  the  picture  given  above  may  or  may  not  basically 
change.  We  will  consider  here  only  turbulent  fields  in  which  tne  characteristic 
period  of  turbulent  change,  t, ,  is  very  long  compared  to  1/Ar.  In  times  short  com¬ 
pared  to  Tj.  but  long  compared  to  1/Ai>,  the  radiation  thus  passes  through  a  medium 
that  may  be  considered  fixed  in  time.  In  this  medium,  however,  the  index  of 
refraction  varies  wiih  position  in  contrast  to  the  nonturbulent  case . 

In  times  short  compared  to  t^,  the  radiation  from  alone  is  scattered  prior 
to  reaching  P  and  P  .  If,  however,  the  additional  path  lengths  introduced  are 

X  L* 

still  «  c/Av,  then  the  pattern  displayed  on  B  will  still  be  a  cosine  pattern  for 
averaging  times  short  compared  to  If  one  observed  the  fringe  pattern  ua  B  as 
a  function  of  time,  one  would  see  the  fringes  move  about  as  t  exceeded  rt>  but 
remain  stationary  for  times  much  less  than  r^.  If  we  are  able  to  observe  both  Sj 
and  $2  separately,  we  should  observe  two  cosine  patterns  moving  about  as  a  function 
of  time. 

If  the  two  cosine  patterns  do  not  move  relative  to  each  other  and  thus  the  dis¬ 
tance  from  M  to  M2  remains  fixed  for  fixed  d,  then  we  can  determine  the  angular 
diameter  of  the  source  by  measuring  the  fringe  visibility  for  times  short  compared 
to  t  .  In  this  case,  the  turbulence  does  not  disturb  our  measurement  of  angular 
diameter,  it  only  forces  us  to  make  our  measurements  in  times  short  compared  to 

Y 

If  the  two  cosine  patterns  do  move  relative  to  each  other,  then  we  cannot  deter¬ 
mine  the  angular  diameter  of  the  source.  In  this  case  a  separation  d  may  yield  no 
fringes  at  time  t,  and  significant  fringes  at  time  t0  if  t„  -  t  »  r.  The  utility  of 
interferometric  measurements  to  determine  angular  source  size  thus  requires  that 
the  cosine  pattern  resulting  from  S2  not  move  relative  to  the  cosine  pattern  from 
S1  for  times  much  greater  than  t^. 

To  determine  if  the  cosine  patterns  move  in  phase,  we  return  to  Figure  9. 
Consider  two  cases:  (a)  the  atmosphere  extends  from  A  to  Q;  (b)  the  atmosphere 


1 

1 

I 
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extends  from  A  to  R  In  case  (a)  the  rays  from  S2  do  not  cross  the  rays  from  S 
until  well  beyond  the  plane  Q  for  the  value  of  d  shown.  If  this  is  the  case  when  1 
d  =  dM<  tten  the  radiation  from  Sg  may  experience  for  the  most  part  a  different 
turbulen*  field  than  the  radiation  from  S,  It  will  experience  a  different  field  if  a 
turbulent  scale  is  of  the  order  of  d  or  less.  Here  we  should  expect  to  find  that  the 
fringes  shift  relative  to  each  other  for  large  t, 

When  all  the  turbulent  eddies  important  for  scattering  have  a  scale  much 
greater  than  d,  the  situation  is  more  favorable  In  this  case  the  radiations  from 

S1  and  S2  experience  the  same  turbulent  field  and  we  should  again  expect  the  cosine 
patterns  to  move  in  phase. 

In  case  (b)  the  radiation  reaching  Px  (or  P2)  from  Sx  and  S2  experiences  almost 
the  same  turbulent  field,  and  we  expect  the  fringes  to  move  together.  In.  this  case 

we  would  hope  to  be  able  to  measure  the  angular  diameter  9  even  in  the  presence 
of  a  turbulent  field. 

The  crossover  point  K  depends  upon  both  9  and  d^.  As  we  mentioned  above, 
dM  =  ^ 20  and  thus  016  distance  z  may  be  determined.  We  find  z  =  X/2©2  for 
9  «  1,  The  criteria  for  determining  the  critical  9  is  thus  z/S  =  X/5S92  =  i 

Assuming  a  sensible  atmosphere  of  about  10  km  and  a  wavelength  of  light  of 
5  x  10  cm,  we  have  the  relation 

z  2.5xl0"11 
S  =  — ^2~ 

so  that  z/S  =  1  at  roughly  9  =  10  J  rad.  We  note  that  10-5  rad  55  2  sec. 

The  same  arguments  as  given  above  apply  to  a  continuous  source  distribution 
of  diameter  D.  Here,  however,  the  constants  change  somewhat  since  we  must  add 
up  a  large  number  of  cosine  patterns,  not  just  two  patterns.  The  rough  figure 
10  is  still  a  good  order-of-magnitude  number. 

Thn  angular  diameter  of  the  star  2  Orionis  first  measured  in  this  manner  by 
Michel  son  and  Pease  was  0.055  sec,  so  that  good  measurements  could  be  made  in 
s[  ite  >t  atmospheric  turbulence  If  one  chooses  to  measure  the  angular  diameter 


I 
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of  a  10-m  object  at  100  km,  however,  9=10  /10  =  10  and  the  method  would  be 
expected  to  fail  if  the  turbulent  scale  is  of  the  order  of  d^j  ~  0. 5  cm  In  the 
atmosphere,  the  microscale  of  turbulence  is  of  the  order  of  millimeters 

It  is  interesting  to  note  that  these  arguments  explain  why  planets  do  not  twinkle 
as  much  as  stars.  The  angular  diameter  of  Saturn  is  ~  20  sec  and  the  angular 
diameter  of  Jupiter  is  50  sec  Using  the  formula 

z  _  _d_ 

S  9S 

where  now  we  take  d  as  the  size  of  the  pupil  (say  0. 5  cm),  we  have 

z  0,5  xlO-6 
S'  9 

or  G  w  10 

—  fi 

Stars  have  angular  diameters  less  than  10  Hence,  the  rays  from  all  direc¬ 
tions  experience  the  same  turbulent  field  and  the  fluctuation  in  intensity  may  be 
large.  For  planets,  9  >  10  and  the  rays  from  different  directions  experience 
different  turbulent  fields,  and  the  intensity  fluctuations  tend  to  cancel  somewhat. 

SUMMARY 

In  this  chapter  we  discussed  theoretically  the  Michelson  Stellar  Interferometer 
and  some  effects  of  turbulence  on  source  size  measurements  It  was  seen  that  the 
nonstationarity  of  the  Michelson  stellar  interferometer  has  no  effect  upon  source 
size  measurements  made  by  the  instrument.  The  Fizeau  and  Mertz  interferom¬ 
eters,  which  are  also  used  for  source  size  measurements  were  recently  studied  at 
Tech/Ops  in  a  subcontract  to  Block  Associates,  Inc.  for  the  Glow  Program  The 
results  of  this  study  are  included  in  Chapter  4,  In  Chapter  5  the  instruments  are 
compared  In  the  next  chapter  the  experimental  program  performed  under  this 
contract  is  discussed 
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CHAPTER  3 


EXPERIMENTAL  STUDIES 

FIZEAU  DOUBLE -SLIT  INTEL  FEROMETER 
PRELIMINARY  EXPERIMENTS 

Preliminary  experiments  were  made  to  ascertain  some  of  the  critical  param¬ 
eters  for  future  work,  A  Fizeau  double-slit  interferometer  was  used.  The  source 
consisted  essentially  of  a  pinhole  illuminated  by  a  high  pressure  mercury  arc 
through  a  5461  %  interference  filter.  A  66-cm  focal  length  lens  was  mounted 
300  cm  from  the  pinhole,  its  focal  plane  about  85  cm  from  the  lens.  One  of  a  set 
of  diffracting  apertures,  each  with  two  holes  0.074  cm  in  diameter,  was  positioned 
close  to  the  lens.  The  holes  were  0. 5,  1.0,  1.8,  2.0,  and  2. 2  cm  apart.  The  two 
small  apertures  W'ere  placed  in  front  of  the  much  larger  telescope  aperture.  As 
the  small  circular  apertures  initially  adjacent  were  moved  apart,  the  visibility, 
gj2>  °f  the  two-beam  interference  fringes  in  the  focal  plane  of  the  telescope  de¬ 
creased  until  at  a  distance 


9C  _  1-22X 
ext  2a 

o 

the  visibility  had  become  zero  (see  Eq.  (23a)). 

This  was  checked  experimentally  with  a  100-y  diameter  pinhole.  With  the 
diffraction  apertures  as  far  as  1.8cm  apart,  interference  fringes  were  visible  in 
the  focal  plane.  At  2  0  cm,  they  disappeared;  at  2.  2  cm,  they  reappeared.  This 
is  in  accord  with  the  coherence  function.  Taking  2S  =2.0  cm,  we  obtain 

VAV 


2a 

Q 


1.22  x  0.546  x  10 
2 


0 . 0334  mrad 


-3 

This  corresponds  to  a  pinhole  diameter  of  0.0334  x  10  x  300  cm  =  0.01  cm  =  100  y 
in  agreement  with  the  actual  diameter  used. 

A  heated  wire  was  then  placed  at  various  distances  between  the  pinhole  and  the 
diffracting  apertures  The  visibility  of  the  fringes  as  judged  by  the  eye  seemed 
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relatively  unaffected  by  the  resulting  air  convection  currents.  Occasionally, 
however,  a  slight  blurring  took  place  that  seemed  to  coincide  with  a  rapid  move¬ 
ment  of  the  image  disc. 


A  direct  measurement  of  the  source  diameter  was  attempted  by  removing  the 
diffracting  apertures  and  observing  the  aerial  image  with  a  microscope  equipped 
with  a  filar  eyepiece.  The  demagnified  image  of  the  pinhole  is  lOOp  =  28  p 

in  diameter.  The  radius  of  the  lens  diffraction  pattern,  r  =  1,22  fX/Lens  aperture 
~  7.2  ix  for  the  arrangement  described.  Although  the  image  is  resolved,  its  appar¬ 
ent  diameter  is  therefore  increased  by  about  14  p,  An  accurate  measurement 
would  necessitate  an  intensity  scan  along  the  diameter  and  a  measurement  of  the 
distance  Detween  two  points  at  which  the  Intensity  is  one  half  of  its  maximum  value. 
The  image  disintegrated  when  a  heated  wire  was  introduced  in  the  region  between 
the  pinhole  and  the  lens. 


An  evaluation  of  a  photographic  interferometric  technique  to  measure  the  diam¬ 
eter  of  sources  was  also  begun.  Under  certain  conditions  (which  were  met  in  these 
experiments)  the  coherence  factor  can  be  shown  to  be  equal  to  the  visibility  factor, 


I  -  I 

max  min 

g12  _  I  +  I  . 

max  min 

(see  Eq.  (21));  and  since  for  circular  apertures 


2Jx(x) 
g12  =  x 

where  J^(x)  is  the  Bessel  function  of  the  first  kind,  a  knowledge  of  any  value  (not 

necessarily  zero)  of  f°r  a  giyen  value  of  d  should  make  it  possible  to  determine 

the  scale  of  the  abscissa  and  hence  of  2S  .. 

ext 

To  test  this  method,  source  diameters  of  25  and  100  p  were  used.  The  result¬ 
ing  fringe  patterns  formed  by  the  Fizeau  type  interferometer  were  recorded  on 
Pan  X  film  The  film  was  developed  in  D-76  for  15  min  to  a  gamma  of  unity,  and 
was  then  scanned  by  a  Joyce-Loebl  microdensitometer.  Using  a  D  log  E  curve. 
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we  translated  the  D  and  D  ,  values  into  I  and  I  ,  and  hence  into  er  „  for 

max  min  max  min  b12 

a  given  value  of  2S  The  resulting  values  for  the  diameter  of  the  pinhole  were  too 
high;  i  e  ,  the  experimental  values  for  were  too  low  One  or  more  of  the 
following  factors  may  be  responsible  for  the  loss  in  contrast: 

1.  Film  Characteristics  —  The  r.  odulation  transfer  function  of  the  film 
depends  both  on  intrinsic  factors,  such  as  grain  size,  grain  distribu¬ 
tion,  and  film  thickness,  and  on  extrinsic  factors,  such  as  exposure, 
tvpe  of  developer,  method  of  agitation,  and  the  like  For  fringe 
spacing  of  10  lines/mm  or  more,  some  reduction  in  film  response 
must  be  expected.  Quantitative  data  for  the  film  response  under 

the  stated  conditions  have  not  as  yet  been  obtained. 

2.  Film  was  not  quite  in  the  focal  plane  of  the  lens. 

3.  Vibrations  in  the  building  were  transmitted  to  the  components  on 
the  optical  bench. 

4.  Aberrations  were  present  in  the  lens. 

5.  Errors  were  introduced  by  the  m.erodensitometer . 

FURTHER  EXPERIMENTS 

In  the  preceding  sections,  a  Fizeau  interferometer  has  been  briefly  described 
and  some  measurements  of  source  diameter  were  reported.  These  and  subsequent 
measurements  using  L  ige  extinction  as  a  critf  non  were  relatively  unaffected  by 
air  turbulence  and  agreed  to  within  about  10%  wdth  the  actual  source  diameter  used, 

A  direct  measurement  of  the  image,  on  the  other  hand,  under  the  same  conditions 
of  turbulence  was  difficult,  if  not  impossible.  This  difficulty  is  illustrated  in 
Figure  10.  Figure  0  is  a  schematic  of  the  telescope  arrangement.  Figure  10(a) 
shows  a  direct  image  of  the  light  source  with  the  heater  off.  It  should  be  pointed 
out  that,  even  with  no  artificial  turbulence  introduced,  the  diameter  of  the  source 
cannot  be  accurately  ascertained  from  the  diameter  of  the  photographic  image, 
since  the  latter  depends  on  the  exposure  and  is,  furthermore,  diffraction-limited. 
Figure  10(b)  shows  the  same  image  with  the  heater  on.  An  additional  image  en¬ 
largement  due  to  turbulence  is  quite  evident;  the  enlargement  is  asymmetric  because 
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Fijure  10.  Effect  of  Turbulence  on  Source  Image 


of  the  vertical  motion  of  the  heated  air  The  visual  impression  is  one  of  rapid 
image  motion  predominantly  at  right  angles  to  the  direction  of  ti»e  air  currents. 

The  Fizeau  interferometer  experiments  described  so  far  made  use  of  sets  of 
diffracting  apertures  with  holes  separated  by  discrete  distances.  A  new  component 
was  designed  and  fabricated  to  allow  the  space  between  the  apertures  to  be  changed 
eontinuo'  sly.  A  cable  was  attached  to  the  screw  on  the  device  so  the  operator  can 
change  the  distance  between  the  apertures  while  viewing  the  fringes.  The  design, 
shown  in  Figure  ll.also  maintained  identical  distances  between  each  diffracting 
aperture  and  the  optical  axis.  The  new  component  was  placed  on  a  4  ft  x  6  ft  granite 
!  table  that  rested  on  the  floating  floor  of  a  recently  completed  building  and  provided 
a  relatively  vibration-free  support  The  table  is  flat  to  within  0.0006  in.  The  light 
source,  placed  at  a  distance  of  2, 054  cm  from  the  interferometer,  consisted  of  a 
pinhole  illuminated  incoherently  with  filtered  light  from  a  mercury  arc  source. 

In  a  typical  experiment  the  pinhole  light  source  was  0.0685  cm  in  diameter, 
i  With  the  variable  diffracting  apertures  positioned  close  to  a  lens  with  a  26-in.  focal 
length  and  a  3-in.  diameter,  fringes  were  observed  in  the  focal  plane  (using  a  low 
power  microscope)  for  aperture  separations  less  than  about  2.3  cm.  Near  2.3  cm 
the  fringe  visibility  approached  zero.  Using  the  symbols  of  Chapter  2,  we  find  the 
calculated  source  angle,  OfQ,  is  then  given  by: 


a  = 
o 


1.22X  1.22  x  5461  x  10 


-4 


ext 


2.3 


=  2. 9  x  10  rad 


0  0685  c 

The  actual  angle  subtended  by  the  source  was  a  =  =  3.3  x  10  °  rad. 

The  discrepancy  is  likely  to  be  the  result  of  some  uncertainty  in  the  visual  estimate 
of  zero  visibility  This  estimate  is  made  difficult  by  the  relatively  hi^h  spatial 
frequent”  of  the  fringes,  and  is  aggravated  by  minor  air  currents  that  always  tend 
to  be  present  in  the  air  path  between  the  source  and  the  interferometer.  These  air 
currents  may  be  caused  by  the  air  conditioning  system  and  by  thermal  gradients 
ex  sting  within  the  laboratory. 

The  factors  mentioned  above  also  prevent  an  accurate  measure  of  fringe  con¬ 
trast  to  be  obtained  by  means  of  photographs  for  which  the  exposure  has  to  be  longer 
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than  a  fraction  of  a  second  In  the  Fizeau  arrangement  descrioed,  the  fringe 
I  spacing  rather  than  the  lens  diameter  sets  a  limit  to  the  smallest  angular  source 
I  diameter  that  can  be  determined 

| 

MICHELSON  ST t  LLAR  INTERFEROMETER 
DESIGN  PARAMETERS 

The  Fizeau  setup  was  subsequently  replaced  by  a  Michel  son  arrangement  as 
shown  in  Figures  12  and  13.  The  inner  mirrors  consisted  of  a  small,  right-angle 
i  prism  aluminized  on  two  sides.  The  outer  mirrors  were  flat  to  within  1/8  wave¬ 
length;  one  of  them  was  attached  to  a  mechanical  stage  that  could  be  moved  accu- 

$ 

i  rately  to  vary  its  spacing  from  the  optical  axis.  The  diffracting  apertures  (visible 
in  Figure  13)  were  2.5  mm  in  diameter  and  1  cm  apart.  The  close  spacing  pro¬ 
vided  a  relatively  wide  fringe  spacing  that  eliminated  the  need  for  high  magnification 
in  the  viewing  microscope.  The  fringe  spacing  is,  of  course,  determined  solely 
by  the  separation  of  the  diffracting  apertures  and  is  unaffe^ed  by  the  separation  of 
the  outer  mirrors.  Much  greater  coherence  intervals  can  therefore  be  sampled 
than  by  the  Fizeau  arrangement. 

A  possible  disadvantage  of  the  Michelson  arrangement  is  the  extreme  precision 
with  which  the  mirrors  have  to  be  aligned  to  obtain  exact  over  Up  of  the  diffraction 

I 

discs.  Furthermore,  because  of  the  short  coherence  length  of  the  filtered-mercury 
arc  light  (coherence  length  =  c/Av  ^  0.001  in  for  an  assumed  bandwidth  of  100  ft), 
i  the  mirrors  have  to  be  accurately  centered  around  the  optic  axis  to  make  the  two 
l  light  paths  almost  equal.  Even  for  narrower  bandwidth,  near  path  equality  is 
necessary  to  obtain  the  highest  possible  fringe  contrast.  To  duplicate  Michelson’s 
i  stellar  interferometer  would,  therefore,  require  either  extreme  precision  in  the 
I  mirror-moving  mechanism  or  appropriate  compensating  devices  to  ensure  overlap 
of  the  diffraction  images  and  equalization  of  path  length  (Michelson  used  the  latter 
alternative . ) 

A  more  expedient  solution,  one  not  available  to  Michelson,  of  course,  was  to 
set  up  the  mirrors  at  a  given  separation  smaller  than  the  coherence  Interval  (in  the 

| 

mirror  plane)  of  the  radiation  emitted  by  a  given  source  so  as  to  produce  fringes. 

Then  the  size  cf  the  source  was  increased  until  the  fringes  disappeared.  The 

M 

m 

e 

E 
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Figure  13.  Side  View  Michelson  Interferometer 


variability  of  the  source  size  was  achieved  by  illuminating  a  120-p  diameter  aper¬ 
ture  with  a  mercury  source  and  by  producing  an  aerial  image  of  this  aperture  with 
a  low-power  microscope  lens.  By  varying  the  distance  between  the  lens  and  the 
aperture,  the  size  of  the  aerial  image  was  varied  accordingly.  The  difficulty  of 
staying  within  focus  was  also  eliminated  by  keeping  the  mirror  separation  constant. 
Preliminary  measurements  were  made  with  the  outer  mirrors  about  11  cm  apart. 

At  this  separation  the  fringes  disappeared  when  the  source  subtended  6.1  x  10~^  rad 
This  is  in  good  agreement  with  theory. 

In  the  Michelson  interferometer,  any  movement  of  the  outer  mi rrors  is  accom¬ 
panied  by  a  shift  in  the  image  position.  The  calculations  given  below  show  that  a 
movable  mirror  system  imposes  restrictions  on  source  size  and  distance.  Because 
of  this  (and  other  considerations  as  discussed  above),  a  fixed  mirror  system  was 
adopted. 
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Image  Shifting 


If  the  interferometer  is  treated  as  an  array  of  mirrors,  the  virtual  image  of 
the  source  due  to  the  mirror  system  may  be  used  as  a  secondary  source,  A  sche¬ 
matic  of  sx>pH  an  arrangement  with  two  different  mirror  positions  is  shown  in 
Figure  14.  In  this  diagram: 

(T)  represents  an  outer  position  of  the  movable  mirror 
(2)  represents  the  innermost  position  of  the  movable  mirror 
(JT)  represents  the  stationary  position  of  the  inner  mirror 
O  represents  the  object 

represents  image  of  O  through  the  mirror  system  (T)  and  (3) 

02  represents  image  of  O  through  the  mirror  system  (2)  and  ^ 


Figure  14,  Design  Parameters  for  Michelson  Interferometer 
(Schematic) 
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It  is  easily  seen  from  the  geometry  of  the  figure  that 


O  Oj  Sj  -  s  and  O  09  =  S9  -  s 


If 


£  object  distance 
7]  =  image  distance 
f  =  focal  length  of  lens  . 

Then  using  the  Gaussian  lens  formula,  we  find 


(Sj  -  s2)  f2 

Ar?long.  "  vi  ~v2  ^2 


(27) 


where  it  has  been  assumed  that 

»  f  »  1;  -  i2  . 

This  expression  gives  the  image  shift  along  the  axis.  To  find  the  off-axis  shift  per¬ 
pendicular  to  the  axis,  the  linear  magnification  of  the  system  is  used.  If  h  re- 

s 

presents  the  image  height  then 


<S1  -  S2>  ■ 


(28) 


Depth  of  Focus 

The  three-dimensional  intensity  distribution  in  the  error-free  diffraction 

1  n  •»  j 

pattern  of  a  circular  aperture  exhibits  a  tubular  structure1  1  and,  hence,  a 
certain  amount  of  defocussing  can  be  tolerated.  The  distribution  of  intensity  is 
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shown  in  Figure  15,  which  is  adapted  from  Linfoot  and  Wolf;  the  parameters  u 
and  v  are  defined  as  follows: 


u 


v  = 


2ns^ 

xi 


(29) 


where  s  is  the  radius  of  the  aperture,  f  radius  of  curvature  of  the  converging  spher¬ 
ical  wave,  Af  the  out-of-focus  distance,  X  the  wavelength,  and  r  a  polar  coordinate 
of  the  field  point.  Figure  15  shows  that  the  diameter  of  the  Airy  disc  is  not  sen¬ 
sibly  changed  for  a  defocussing  of  u  =  2ir,  since  the  0. 1  isophote  is  almost  horizontal. 
Using  this  amount  of  defocussing  as  the  limiting  condition  and  substituting  for  u  in 
Eq.  (29),  we  obtain 


Af  =  4X  (F*')2  . 


(30) 


& 

*n 


Figure  15.  Distribution  of  Intensity  in  Error-Free  Diffraction  Pattern 
(from  Taylor  and  Thompson^) 


Demanding  that 


<  M 


and  combining  Eq.  (27)  and  (30),  we  see  that 


2  X*l2 
h  "  (S1  ~  S2) 


(31) 


Thus  if  this  inequality  is  satisfied,  a  change  of  focus  will  not  have  to  be  made 
when  the  measurements  are  performed.  Equation  (31)  is  plotted  in  Figure  16  with 
as  the  ordinate  and  ^  as  the  abscissa.  The  values  s  -  3. 5  cm  and  S2  =  7  cm, 
used  to  plot  Figure  16,  are  experimentally  realizable  for  this  arrangement. 


Figure  16.  Design  Parameters  for  Miehelson  Stellar  Interferometer 
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Source  Diameters 


Knowledge  of  the  size  of  the  incoherent  sources  that  will  be  useful  for  a  par¬ 
ticular  experiment  is  also  valuable.  The  van  Cittert  Zernike  theorem  enables  one 
to  ca’culate  the  equivalent  incoherent  source  that  gives  a  particular  visibility  curve 
in  the  plane  of  the  movable  mirrors.  If  the  separation  of  the  correlation  points 
(i.e. ,  the  outer  mirrors)  is  such  that  there  is  complete  incoherence  (i.e. ,  the  first 
zero  in  the  visibility  curve),  then  the  diameter  of  the  incoherent  circular  source 
giving  rise  to  the  particular  visibility  curve  is  given  by 


D 

source 


(32) 


Equation  (32)  is  also  plotted  in  Figure  16  for  different  values  of  F  .  From 

source 

Figure  16  the  useful  source  diameters  are  those  below  the  curve  satisfied  by  Eq. 
(31),  A  similar  set  of  curves  may  be  drawn  for  any  position  of  the  inner  mirrors. 


EXPERIMENTAL  PROBLEMS 

In  the  preceding  section,  it  was  shown  that  it  was  more  advantageous  to  change 
the  size  of  the  source  than  to  change  the  mirror  separation  in  the  Michelson  inter¬ 
ferometer.  The  source  size  was  changed  by  illuminating  a  small  aperture  with  a 
mercury  source  and  by  producing  an  aerial  image  of  this  aperture  with  a  low-power 
microscope  lens.  By  manually  varying  the  distance  oetween  the  lens  and  the  aper¬ 
ture,  the  size  of  the  aerial  image  could  be  varied.  In  practice,  this  arrangement 
required  two  operators,  one  to  observe  the  interference  fringes,  the  other  to  move 
the  microscope  objective.  Because  the  distance  between  the  operators  was  con¬ 
siderable,  communication  was  somewhat  awkward.  Furthermore,  it  was  soon 
apparent  that  the  operator  observing  the  fringes  had  to  have  more  direct  control  of 
the  source  size. 

A  servo  system,  shown  in  Figure  17,  was  therefore  designed  and  constructed. 

It  consisted  of  a  hand-cranked  servo  generator  mechanically  coupled  to  a  revolution 
counter.  The  generator  was  kept  within  easy  reach  of  the  operator  and  was  elec¬ 
trically  connected  to  the  servo  motor,  The  servo  motor  moved  the  microscope 
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Figure  17.  Servo  System  to  Vary  Source  Size 

objective  along  the  optical  bench  v;a  a  finely  threaded  screw.  One  turn  of  the  crank 

_2 

corresponded  to  a  movement  of  2.5  x  10  cm.  The  number  appearing  on  the  rev¬ 
olution  counter  could  therefore  be  correlated  with  the  object  distance;  i.e. ,  the 
distance  between  the  aperture  and  the  back  focal  plane  of  the  microscope  objective. 
The  nonlinearity  that  exists  between  the  movement  of  the  five  power  objective 
(focal  length  f  =  2.75  cm)  and  the  magnification  of  the  aperture  is  shown  in  Figure 
18.  The  curve  shows  that  for  magnifications  greater  than  unity  a  small  movement 
of  the  objective  will  bring  about  a  relatively  large  change  in  magnification  and  hence 
in  source  size.  The  system  should  therefore  be  used  for  magnifications  less  than 
unity  if  sensitive  control  of  source  size  is  desired. 

The  servo  system  performed  very  well  and  eliminated  the  unsatisfactory  as¬ 
pects  of  the  manual  operation.  However,  other  difficulties  in  the  determination  of 
source  size  by  the  disappearance  of  interference  fringes  became  apparent.  These 
difficulties  are  discussed  below. 
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Figure  18.  Magnification  as  a  Function  of  Object  D  stance 


LOW  LIGHT  LEVELS 

The  low  light  levels  encountered  in  the  focal  plane  of  the  telescope  are  the 
result  of  the  small  angle  subtended  by  the  light  source  to  be  measured  (of  the  order 
of  microradians)  and  of  the  small  diameter  of  the  diffracting  apertures.  Because 
of  the  low  light  levels,  any  photographic  record  of  the  interference  fringes  would 
require  long  exposure  times.  Since  in  practice  the  fringes  are  not  completely 
static,  exposure  times  of  long  duration  would  record  only  a  blurred  or  distorted 
diffraction  disc  of  the  diffracting  apertures. 

Only  visual  observations  of  fringe  contrast  could  therefore  be  made.  Visual 
observations,  of  course,  have  severe  limitations.  Among  these  are: 

1.  Differences  in  visual  acuity  between  different  observers 

2.  Dependence  of  contrast  discrimination  on  light  level  and 
degree  of  dark  adaptation  of  the  eye 

3  Inability  of  the  eye  to  judge  contrast  of  rapidly  moving  fringes 

4.  Difficulty  in  comparing  fringe  contrast  under  different  situa¬ 
tions  because  of  poor  visual  memory. 


48 


ON  •  M  ASSACHUSETTS 


7 


Photoelectric  detection  of  interference  fringes  could  nc  doubt  overcome  these 
disadvantages  Photometric  calculations  pertaining  to  the  present  system  are 
given  below 


PHOTOMETRIC  CONSIDERATIONS 

To  calculate  the  illuminance  of  the  diffraction  pattern,  we  first  calculate  the 
illuminance  E1  at  the  apertures  of  the  interferometer.  It  can  be  shown  that 

E  =  B  x  solid  angle  subtended  by  source,  where  B  is  the  luminance  of  the  source. 

1  3-1 

For  the  100-W  Osram  Mercury  Lamp  used,  B  =  4.4  x  10  lu  sr  .  A  typical  solid 

angle  subtended  by  the  source  during  recent  experiments  is  5  x  10~°  rad.  This  is 

-11  -8  -2 
equivalent  to  2.0  x  10  sr.  Therefore,  E  =8.8x10  lu  cm  before  filtering. 

If  a  suitable  interference  filter  is  used  to  isolate  the  5460-ft  mercury  line,  the 

-8 

illuminance  will  be  reduced  by  a  factor  of  about  4;  hence  E^  =  2.  2  x  10  lu  cm  . 

The  illumination  E  of  the  diffraction  disc  depends  on  E,, diameter,  and  the 
f-number  of  the  system.  The  f-number  of  the  present  system  is  the  ratio  of  the 
effective  focal  length  (nominal  focal  length  of  objective  times  magnification  of  eye¬ 
piece  =  660  cm)  and  the  diameter  of  the  diffracting  apertures  (0.33  cm).  Therefore, 

3 

the  f-number  is  2  x  10  . 

The  diameter  of  the  diffraction  disc  is  then  given  by 

D  =  2xl.22xXx  f-nuinber 

=  2.44  x0.54  x  10  4  x  2  x  10U  =  0.26  cm 
_2  9 

and  its  area  is  5 . 4  x  10  “  cm  . 

o 

The  two  diffracting  apertures  have  a  total  area  of  0, 175  cm  ;  they  therefore 

collect  2.  2  x  10  8  x  0. 175  lu  =  3.9  x  10  ^  lu.  About  80%  of  this  (3.  i  x  10 lu)  falls 
-2  2 

on  the  5  4  x  10  cm  area  of  the  diffraction  disc,  resulting  in  an  illuminance  of 

-8  -2  -1 
5.8x10  lu  cm  .  In  terms  <  watts  (assuming  685  lu  W  )  this  is  equivalent  to 

-11  -2 

8.5  x  10  W  cm  .  Photo^  aphic  film  such  as  Kodak  Pan  X  needs  about 
-8  -2 

2  x  10  W-sec  cm  for  a  density  of  1  above  fog.  Therefore,  the  disc  mentioned 
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above  would  have  to  be  exposed  for  about  230  sec  to  be  recorded  on  film  This  is 
not  practical,  of  course,  since  the  fringes  can  be  expected  to  move  during  such  a 
long  time  interval . 

FADE-OUT  OF  FRINGES 

Even  with  no  artificial  turbulence  introduced  in  the  path  between  the  inter¬ 
ferometer  and  the  source,  the  fringes,  especially  near  fringe  extinction,  in  many 
instances  faded  in  and  out  of  the  field  of  view.  This  phenomenon  did  not  seem  to 
be  caused  by  air  turbulence,  since  it  persisted  whether  the  air-conditioning  fan  was 
operating  or  not.  The  most  likely  cause,  especially  in  view  of  evidence  found  in 
the  last  part  of  this  report  period,  is  the  intensity  variation  across  the  illuminated 
source  aperture.  This  fading  •  it  of  the  fringes  could  result  from  a  minor  spatial 
instability  of  the  mercury  arc,  from  slight  vibrations  between  the  lamp  housing  and 
the  illuminated  source  aperture,  or  from  the  effect  of  a  convection  currt  ,  caused 
by  the  red-hot  mercury  lamp.  In  any  case,  the  fading  ofte-  "3  ti.'  isual  deter¬ 
mination  of  zero  fring  /isibility  very  diffict  Photoelectric  fringe  detection 
would  no  doubt  help  to  pinpoint  the  cause  of  the  fade-outs  and  perhaps  to  overcome 
them. 

EFFECT  OF  SOURCE  NON-UNIFORMITY 

The  formula  for  the  angle  subtended  by  the  source,  or  =  1. 22  x/d  (w'here  X 

ext 

is  the  wavelength  and  dgxt  the  separation  of  the  diffracting  apertures  at  which  ex¬ 
tinction  occurs),  is  based  on  an  "ideal"  circular  source  uniformly  and  incoherently 
illuminated.  Most  light  sources  encountered  in  practice,  however,  are:  (a)  not 
circular  but  uniformly  illuminated,  (b)  circular  but  not  uniformly  illuminated,  or 
(c)  not  circular  and  not  uniformly  illuminated.  In  the  servo  system  described 
previously,  for  instance,  even  if  the  original  aperture  had  been  evenly  illuminated, 
the  microscope  lens  used  to  produce  the  secondary  image  would  have  contributed 
some  unavoidable  fall-off  of  intensity  toward  the  edges  of  the  disc.  Furthermore, 
because  of  the  condenser  lenses,  some  coherence  exists  across  the  aperture 
Interferometric  determinations  in  which  a  =  1 , 22  x/d  .  is  used  for  the  calculation 
of  source  size  will  therefore  contain  errors,  the  magnitude  of  which  depends  on 
how  far  the  actual  source  deviates  from  the  ideal.  This  has  been  borne  out  by  a 
number  of  measurements. 
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Toward  the  end  of  tlie  report  period,  an  attempt  was  made  to  (!)  approach  a 
uniform  light  distribution  by  eliminating  the  microscope  lens  between  the  source 
aperture  and  telescope,  and  <2)  investigate  the  relationship  between  source  shape, 
source  size,  and  uniformity  of  illumination  versus  d  .  The  method  was  direct 

vA  l 

but  fairly  laborious:  A  "pinhole "  about  60  p  in  diameter  was  punched  into  brass 

shimstook  This  source  aperture  was  set  up  on  an  optical  bench  and  illuminated 

by  a  mercury  arc.  It  was  then  photographed  through  a  microscope  objective  onto 

Pan  X  film  Figure  19(a)  is  an  enlargement  of  the  negative  and  Figure  19(b)  is  a 

* 

recording  of  the  negative  made  by  the  ISODENSITRACERtm.  The  recording, 
together  with  the  characteristic  curve  for  the  film,  made  it  possible  to  assign  re¬ 
lative  luminance  values  to  different  regions  of  the  aperture.  The  microscope 
camera  was  then  removed  and  the  mirrors  of  the  interference  telescope  set  so  that 
fringes  were  obtained  with  the  source  apertures  toward  the  end  oi  the  bench  farthest 
from  the  telescope.  While  one  operator  slowly  moved  the  source  aperture  toward 
the  telescope,  another  W'atched  the  interference  fringes.  At  the  same  time,  as  the 
source  came  closer,  the  eyepiece  had  to  be  moved  away  from  the  telescope  tens  to 
keep  the  fringes  in  focus  The  fringes  disappeared  at  a  mirror  setting  of 
d  =  22.  2  cm  and  a  distance  of  the  source  aperture  of  1430  cm.  This  corresponds 
to  a  source  size  of  41  p,  with  a  circular  incoherent  source  of  uniform  intensity 
assumed. 

The  isodensity  recording  indicates  a  characteristic  source  size  of  74  p  with 
about  one  fourth  the  source  having  an  intensity  of  about  one  half  the  remainder  of 
the  source.  At  first  glance  it  would  appear  unlikely  that  this  distribution  could  so 
affect  the  zero  point  that  it  would  differ  by  about  a  factor  of  two  from  the  uniform 
circular  source.  A  simple  one -dimensional  calculation,  however,  gives  us  a  dif¬ 
ferent  perspective.  Consider  the  intensity  distribution  in  Figure  20. 


* 

The  ISODENSITRACERtm  developed  by  Technical  Operations  Research  pro¬ 
vides  a  quantitative,  two-dimensional  density  map  of  film-recorded  images.  Re¬ 
peated,  stepped  scans  of  the  transparency  furnish  the  complete  map  of  all  image 
points,  generating  equidensity  contours.  The  printout  utilizes  one  pen  with  a  three- 
svmbol  code  to  unambiguously  establish  positive  or  negative  density  gradients 
Absolute  density  at  any  point  can  be  found  from  the  density  at  one  given  point  and 
the  contour  interval  step. 

| 
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If  the  zero  point  corresponding  to  this 
distribution  occurs  at  the  point  x  -  for 
p  =  1,  then  it  occurs  at  the  point  x  =  2b 
for  any  value  of  0  <  1  not  just  0  =  0.  To 
be  sure,  if  @  is  close  to  1,  the  visibility 
approaches  zero  at  x  =  bQ,  but  does  not 
equal  zero,  and  if  the  measuring  apparatus 
is  not  very  sensitive,  one  may  fail  to  notice 
the  decrease  invisibility  at  the  point  x  =  bQ 
and  proceed  to  the  point  x  =  2b  . 


1 

* 

n 

0 

0 

b 

2b 

0 

o 

Figure  20.  One-Dimensional  Intensity 
Distribution 


To  avoid  this  pitfall  one  must  plot  visibility  as  a  function  of  separation  to  make 
sure  that  no  significant  dips  in  the  visibility  curve  are  overlooked. 

CONCLUSIONS 

To  obtain  accurate  interferometric  measurements  of  source  size,  the  light 
distribution  across  the  source  has  to  be  taken  into  account.  Only  if  the  distribution 
is  very  cluse  to  uniform  can  the  formula  a  =  1.  22X/dext  be  used. 

Visual  interferometric  determinations  of  source  size  have  many  shortcomings 
that  could  be  overcome  by  photoelectric  fringe  detection. 
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CHAPTER  4 


ANALYSES  OF  FOLDING  AND  FIZEAU  INTERFEROMETERS 

INTRODUCTION 

This  ehapb  '  concerns  the  work  performed  by  Technical  Operations  Research 
unaer  Contract  No  P.O.  No.  1 1 24 1  -A - 1  during  the  period  from  4  to  30  November 
1964.  Experiments  vere  conducted  to  compare  analytically  the  performance  of 
the  standard  Fizeau  interferometer  and  the  folding  interferometer 

Fizeau  interferometers  have  been  very  useful  in  measuring  the  angular  diam¬ 
eters  of  astronomical  objects.  Currently,  interest  has  been  expressed  in  the  utility 
of  these  interferometers  for  measuring  the  angular  diameters  of  nearby  man- 
made  objects  Recently,  another  type  of  interferometer  was  proposed  by  Mertz1 
to  also  perform  these  measurements.  It  was  hoped  this  instrument  would  not  be 
subject  to  some  of  the  limitations  of  the  Fizeau  interferometer.  The  performance 
of  the  two  types  of  interferometers  are  compared  to  discover  if  the  folding  inter¬ 
ferometer  proposed  by  Mertz  is  more  suitable  for  certain  angular  diameter 
measurements. 


MATHEMATICAL  ANALYSIS  OF  THE  FOLDING  INTERFEROMETER 


We  shall  begin  with  a  general  mathematical  description  of  the  operation  of  the 
wave-front  folding  interferometer  and  then  analyze  it  as  a  measuring  device.  The 
wave-front  folding  interferometer  differs  from  the  traditional  interferometer  in 
that  fl  e  rmplitude  of  the  incoming  wave  front  is  halved,  one  half  ;.*»  folded  with 
respect  to  the  other,  and  the  original  and  the  mirror  image  are  recombined  to  form 
interference  fringes  (see  Figure  21).  In  addition,  by  tilting  a  mirror,  a  fixed 
amount  of  vertical  shear  may  be  introduced.  The  reason  for  this  will  be  seen 
presently. 

Mathematically,  the  incoming  wave  front  may  be  represented  as 

eik(M  +  M  (33) 


and  its  mirror  image  with  shear  2flr  fc> 

cik(-ax  +  (ft -2 BQ)  y) 


(34) 
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Figure  21.  Representation  of  the  Wave-Front  Folding  Interferometer 

where  a  and  8  are  the  angular  dimensions  in  object  space,  and  x  and  y  ere  the 
dimensions  in  image  space  (see  Figure  22).  The  amplitude  of  the  recombined  wave 
front  is  given  by 

ik(0  -  0J  y  [  +  0ny>  -ik(ooc  +  By) 

A(x,y)  =  e  e  +  e  j  (35) 

and  the  intensity  distribution  by 

I(x,y)  =  1  A1  2  =  4  cos2  k(.'vx  -*■  0  y) 

o 

=  21  +  cos  2k(arx  +  B  y) 


(36) 


Of,' 


y 


Figure  22.  Relation  of  Object  to  Image  Planes  in  the  Folding  Interferometer 

Since  this  corresponds  to  the  impulse  response  of  a  point  object  at  some  angular 
displacement  a,  the  image  intensity  distribution  for  any  object  distribution  f(cy t  /3) 
is  given  by  *he  superposition  integral 


I(x,y)  =  2 


1  +  cos  2k(ox  +  /3Qyi 


do  dp 


(37) 


In  general,  this  may  be  related  to  the  Fourier  transform  of  the  object  distribution 
by  writing 


I(x,y)  =!  N  +  cos  2kg  y  \  cos  2kox  do  (  f (o,g)  dp 
-  sin  2kg^Y  \  sin  2kox  do  ^  f(o,g)  dp  , 


(3o) 


where  N  is  a  constant  If  we  identify  J  g(o)  cos  2kox  do  Cohere  g(o)  =  J  f(o,  p)  dp) 
with  the  Fourier  cosine  transform  F  of  an  average  distribution  and  j  g(a)  sin 

**w 

2kax  do  with  the  sine  tiansform  F  ,  we  have 

s 

I(x,y)  =  N  +  F  (x)  cos  2k p  y  -  F  (x)  sin  21:g  y  .  (39) 

c  OS  o 
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If  the  object  distribution  is  an  even  function  of  o  i  e. , 


((-<*.  0)  , 


this  relati  m  becomes 


I(x,  y)  N  *  F(x)  cos  2k£o>' 


(40) 


Without  shear  in  the  system,  one  can  thus  directly  view  the  average  one-dimensional 

Fourier  transform  of  a  symmetrical  object.  For  a  nonsymmetrical  object,  the 

relationship  is  given  by  Eq.  (39).  To  find  F  we  measute  I(x,'  for  0=0,  and  to 

Co 

find  Fg(x)  we  measure  I(x,y  )  for  2k/?Qy.  =  v/ 2.  If  the  object  truly  one  dimen¬ 
sional,  the  instrument  allows  the  determination  of  the  complete  Fourier  transform 
of  the  internally  distributed  object. 

Figure  23  shows  some  of  the  interference  patterns  for  various  configurations 
of  point  objects.  Note  that  the  shear  tends  to  rotate  the  pattern. 

Vt  this  point,  since  we  have  the  impulse  response  for  a  point  object,  let  us 
derive  a  criterion  for  the  resolution  of  two-point  objects.  The  intensity  distribution 
for  two-point  objects  separated  an  angular  distance  2d  whose  midpoint  is  at  a  is 
given  by 


I(x,y)  =  2  2  +  cos  2k  *  (a  +  d)  x  +  0  vh 

L  o  o*  | 

(41) 

_  r  i  1 

+  cos  2k  <  (»o  -  d)  x  +  0oyY 


r,  simplifying, 


(42) 

If  in  this  expression  we  consider  cos  2kdx  as  an  envelope  from  which  measurements 
can  be  made,  we  can  establish  the  necessary  resolution  limits. 


r  - 

I(x,v)  =4  1  +  cos  2k  (c  x  +  0  v)  cos  2kdx 

J  o  O' 
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First,  the  minimum  separation  is  given  when  one  cosine  peak  just  fills  the 
aperture,  i  e,,  for  o  =  x/4a  With  sufficient  shear  and  small  angular  displacement 
in  the  system  so  mat  the  fringes  are  almost  dependent  only  on  y,  there  is  no  limit 
on  d  other  than  that  of  the  measuring  device. 

Next,  consider  the  case  where  a  single-point  object  becomes  resolvable. 

From  Eq.  (37),  a  square,  regularly  oriented,  of  width  2b  would  yield 

b  b 

I(x,y)  =  2  \  \  1  +  cos  2k(Q'QX  +  ax  +  jSQy)j  da  d0  ,  (43) 

-b  -b  L 


where  aQ  is  some  angular  displacement,  introduced  as  the  most  general  case.  On 
integration,  we  find 


2  r 

I(x,y)  =  8b  1  +  cos  2£(aox  +  £?^y)  sine  2kbx 


(44) 


As  shown  in  Figure  24(b),  the  sine  envelope,  which  depends  only  on  x,  does  not 
rotate  with  he  fringes.  Hence,  the  ideal  case  for  size  measurements  would  be  no 
displacement,  where 


I(x,y)  cos  2kPoy  sine  2kbx  (45) 

as  shown  in  Figure  24(c). 

Note  that  the  square  mentioned  above  was  taken  to  be  regularly  oriented  with 
respect  to  the  instrument  axes  (Figure  24(a)):  if  it  should  be  rotated  to  the  position 
shown  in  Figure  24(d),  the  envelope  becomes  sine  (kbx  n/¥)/2.  Hence,  the  position 
of  the  nulls  from  which  measurements  are  made  changes  with  object  orientation 
and  also  with  shape,  as  seen  in  the  case  of  a  circular  object  that  has  an  envelope  of 
the  form 


Jjfkbx) 

khx 
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From  the  preceding  discussion  one  may  conclude  that  size  measurements  are 
possible  for  objects  of  known  shape  and  orientation.  Remaining  is  one  important 
consideration  that  places  the  chief  limitation  upon  the  folding  interferometer,  i.e. , 
introduction  of  a  spectral  bandwidth . 

A  single-point  object  angularly  displaced  some  amount  o  along  one  axis  with 
light  of  frequency  bandwidth  2An  has  an  intensity  distribution  given  by 


I(x,  y,  An) 


v  +  Ay 


v  -  An 


1  +  cos  2k(ox  +  /?Qy) 


dr 


(46) 


After  integration,  we  obtain 


I(x,  y,  An)  =2  1  +  cos  2Jc(ox  +  0^y)  sine  £  («x  +  /J^y) 


(47) 


To  get  usable  cosine  fringes,  the  frequency  band  envelope  must  not  interfere  within 
the  aperture  a;  i.e. ,  at  worst,  the  principal  maxima  of  the  sine  would  just  fill  the 
aperture.  From  this  measurement,  we  may  calculate  a  maximum  angular  dispiace- 
ment  amax  that  satisfies  this  condition  for  a  given  aperture  size  and  frequency 
band. 


Hence, 


sine  k 


rf  2Ar 


(or  a)  =  1 
'  max 


(48) 


a 

max 


c  #  X 
4Ana  *  - 

A 
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where  X/a  is  the  boamwidth  (BW)  Providing  there  is  shear  in  the  system  there 
is  no  minimum  angular  displacement.  In  other  words,  the  angular  displacement 
o'  is  confined  to  the  range 


r\  i  _ .  ! 

0  a 


f  i v 

-  V  24  r 


BW 


(49) 


Figures  25  through  28  demonstrate  what  would  be  seen  in  the  aperture  for 
values  of  e/2Ar  equal  to  2  (white  light),  4,  and  8,  they  also  demonstrate  the  dis¬ 
placements  of  a  equal  to  1,  1-1/2,  2,  and  3  beamwidths.  As  shown,  for  any  chosen 
value  of  vf  24e,  the  ratio  of  frequencies  of  the  sine  and  cosine  remain  the  same, 
and  the  angular  displacement  determines  the  number  of  maxima  that  will  be  viewed. 

Calculations  were  also  performed  for  a  uniformly  illuminated  square  of  width 
2b  displaced  an  angular  distance  at  .  Integrating  over  the  frequency  bandwidth  Ac, 
we  have 


I(x,  y,  Ac) 


v  +  4r 


v  -  A  v 


cos 


v(a  X  - 
c  o 


4  -r? 

8  v)  sine  —  rbx 

h  o'  c 


dr 


(50) 


This  was  done  subject  to  the  condition  that  sine  (4?r/c)  rbx  is  slowly  varying  com¬ 
pared  with  cos  (4tt/c)  v(at^x  +  #^y).  have  then 


I(x,  y,  Ar) 


v  +  A  v 

1  4.7  ,  (’  4  7T  , 

sine  —  rbx  \  cos  —  r(a  x 
2 4r  c  )  co 

v  -  Ai; 


v> 


dr 


(51) 


and  after  integration  over  v. 


2  r  -  -  _  /  2A  y 

I(x,y,  4r)  -3b  1  +  sine  2kbx  cos  2k(aox  +  /5Qy)  sine  k 


(<V  *  V> 

/ 


(52) 
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Figure  26.  Point  Object,  ot  =  — 
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Figure  28.  Point  Object,  a  -  — 
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The  condition  mentioned  above  states  essentially  that  the  first  zero  v  of 

os 

sine  (4 jr/c)  cbx  must  occur  at  a  much  larger  value  than  the  first  zero  v  of 
cos  4w/c  (rvx  ■*  d^v) ;  that  is 


v 

os 


»  V 


oc 


(53) 


Since 


and 


v 

oc 


_ c 

8(o0x  +  /50y) 


this  means  that 


2(0  x  +■  8  y)  »  bx 
o  o 


(54) 


When  o  =  R  ,  we  obtain 
o  o 


or.  at  worst. 


2 «o(x  +  y)  »  bx 


(55) 


a 

o 


(56) 


Equation  (52)  was  solved  on  a  computer  for  a  few  values  of  and  0  The 
results  are  presented  in  Figures  29  through  33.  The  purpose  of  showing  the  se¬ 
quence  is  to  illustrate  the  effect  of  nonstalionarity  of  the  interferometer.  For 
Ai'/r  =  1/4,  the  null  requu*ed  for  determination  of  the  square  size  becomes  pro¬ 
gressively  fainter  as  a ^  grows  larger. 
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Figure  31 


Showing  Isophotes  In  the  Fringe  Pattern  of  a  Square  Object 
as  Seen  in  the  Folding  Interferometer 


3*1  thrwthold 


Figure  32  Showing  Isophotes  in  the  Fringe  Pattern  of  a  Square  Object 
as  Seen  in  the  Folding  Interferometer  (because  of  space 
'imitations  only  the  left  half  of  the  figure  is  shown) 


3  i  threshold 


Figure  33.  Shewing  Isophotes  in  the  Fringe  Pattern  of  a  Square  Object 
as  Seen  in  the  Folding  Interferometer  (because  of  space 
limitations  only  the  left  half  of  the  figur  s  shown) 


MATHEMATICAL  ANALYSIS  OF  THE  FIZEAU  INTERFEROMETER 

We  begin  by  calculating  the  impulse  response  for  the  Fizeau  interferometer 
(see  Figure  34), 


2d 


lens  plane 

(  *  ,y  ) 


image  plane 

( u ,  V  ) 


<(,V  1 

Figure  34.  Relation  of  Object  to  Image  Planes  in  the  Fizeau  Interferometer 

If  a  point  object  is  placed  at  £  ,  n  in  the  f,  r?  plane,  making  angles  a  and  8 

o  O  °  °  o  o 

with  respect  to  the  4,r]  axes,  the  wave  front  striking  the  lens  plane  is  tipped,  and 
mathematically  it  may  be  represented  by 


ik(Qr0/  +  0oy) 


(57) 


If  we  use  the  Green’s  function  solution  of  the  wave  equation  for  this  problem, 
the  amplitude  impulse  response  is  given  by  the  Fourier  transform  of  this  aperture 
amplitude  distribution;  i.e.. 


,k(a  „  +  n  y)  zMspal 

A(u,  v)  =  \  e  0  °  e  dxdy  (58) 

hJ 

aperture 

If  the  pinholes  in  the  lens  plane  are  represented  by  5  functions,  the  aperture  distri¬ 
bution  is 


<5(x  ±  d)  6(y)  =  6 (x  +  d)  5(y)  +  6(x  -  d)  5 < y)  , 
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and  Eq,  (58)  becomes 


f  u 

A(u,  0)  =  2  cos  kd  *  o  -  y 

\  °  f. 


The  corresponding  intensity  impulse  response  is 


*=/  (u,  0)  =  1  cos 


2  kd  (a 


\  °  lJ 


and  we  immediately  notice  that  the  system  is  spatially  stationary  and  independent 
of  /?  . 

Next  we  consider  the  intensity  distribution  for  two-point  ob^cts,  located  at 
±  Of  in  object  space.  From  Eq.  (39)  it  is  found  to  be 


(u,  0)  =  c 


cos”  kd  (a  -  j  +  cos2  kd  a  +  j 

L  \  0  f/  v  0  f,j 


where  c  is  a  constant.  Equation  (60)  may  be  written  as 


^£(u,0)  =  c  1  +  cos  ?kd  a  cos  2kd  7 

o  f 


If  we  consider  cos  2kdo'o  as  an  envelope  to  determine  resolution  limits,  then  the 
minimum  separation  of  the  two  points  occurs  when  one  cosine  fringe  is 
observable;  i.e. , 


2kdo  -  £ 


Thus,  2  a  ,  the  distance  between  the  two  points,  must  be  about  \/2d  if  we  expect 
o 

to  resolve  the  two  points. 
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Consider  next  a  square  resolvable  source  of  uniform  intensity  distribution  of 
angular  size  20^,  centered  at  the  origin.  If  the  object  is  incoherent  and  has  an 
intensity  distribution  ffQ'iS),  its  image  intensity  is  given  by  the  superposition 
integral 


I(u,v) 


oc 

\  f(/y,  p)  ^(u,  v|  a ,  p)  dor  d0  , 

_  oc- 


(63) 


where  4'(u,  v’  a,  p)  is  given  by  Eq.  (59)  for  v  =  0.  Thus,  for  the  square  object 
mentioned  above 


I(u,  0) 


Y  da  dp  , 

V 


i 


i 


i 


and  upon  performing  the  integration,  we  obtain 


I(u,  0)  =  020“  1  +  cos 
o 


2k  d 


u\ 

V 


sine  2kd0 


The  visibility  of  these  fringes  is 


(64) 


V  =  sine  2kd0 

o 


and  this  function  has  its  first  zero  when 


20 

o 


X_ 

2d  ‘ 


(65) 


The  source  size  is  determined  from  Eq.  (65). 

Consider  the  effects  now  of  finite  bandwidth.  Suppose  a  qua  si -monochromatic, 
incoherent  point  object  having  a  frequency  spread  of  2Ay  is  angularly  displaced  an 
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amount  ot  along  one  axis.  The  image  intensity  distribution  may  be  obtained  by 
superposition;  i  e, , 


I(u,Ar)  =  c  \  f{v)*Jc (a,  u,  r)  dr 


V  +  ii  V  _ 


,-s-  f 

Ar  ' 


v  -Ar 


u\ 


1  +  cos  2kd  (  o  -  — 


/ 


dr 


=  c 


r  +  Ar 


2  +  —  \ 


cos  4  ~( at  -  ^  v  | 

L  0  V  V  J 


dr 


r  -Ar 


Upon  integration  and  simplification,  we  obtain 


I(u,  Ar)  =  2c  i  1  +  cos  2kd  -  j  sine  2kd  :  a  -  j  j- 


There  is  a  fringe  contrast  due  to  the  bandwidth,  and  this  is  given  by  the  term 


B  =  sine  2kd  (at  -  j  (~r~ 

\  V  \  v  j 


The  first  zero  of  the  contrast  occurs  when  the  argument  of  the  sine  equals  ir.  This 
implies  that 


,  ^  u  ^  r  f  \  \ 

u '  s  a  -  t  ** 


f  2Ar  l^2d^ 


(66) 


From  Eq.  (66)  we  note  that  there  is  a  limitation  on  the  observation  of  the  fringe 
pattern  about  the  center  of  the  pattern.  Since  the  system  is  stationary,  however, 
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there  is  no  limitation  on  the  off-axis  angular  distance  a  that  may  be  tolerated, 
u'  rather  than  u/f  is  the  important  variable. 

The  finite  source  calculation  proceeds  similarly.  For  incoherent  sources  it 
is  permissible  to  weigh  the  quasi-monochromatic  intensity  with  a  frequency  distri¬ 
bution  and  integrate  over  the  frequency.  Thus,  using  Eq.  (64)  with  the  source 
centered  at  a  ,  we  find 


I(u 


,o  .Ac)  =  c282  \ 
O  0.1 


r 

f(t>)  1  4  cos  2kd  (  a 


-  7  sine  2kd  8 
f  /  o 


dr 


c8 


2  v  +  A  v 


o 


Ac 


cos  2kd  f  o' 

V  o 


-  7  sine  2kd  9 
f  o 

/ 


dv 


-v  -  Ac 


Assume  that  the  sine  is  slowly  varying  compared  with  the  cosine.  Then  integration 
yields 


I(u,Ap) 


c92  1  + 
°  L 


sine  2kd8  cos 


u\  , 

.a  -  7  sine 

v  °  V 


4?rdAr , 


or 


-f) 

Vj 


(67) 


Again  the  system  is  stationary  and  the  finite  frequency  bandwidth  restricts  the 
instrument. 

EXPERIMENTAL  WORK 

Since  the  stationarity  of  the  Fizeau  interferometer  is  so  important,  it  was 
decided  to  check  the  point  in  a  typical  experiment.  The  experiment  was  only  meant 
to  be  illustrative  and  was  certainly  not  meant  to  be  a  detailed  qualitative  function 
of  stationarity  In  Figures  35,  36  and  37  microdensi  tome  ter  traces  are  given  for 
the  interferometer  fringe  patterns  resulting  from  measurement  of  a  circular 
incoherent  source  placed  alternately  on-axis  and  off-axis.  The  geometry  is  given 
in  Figure  38.  The  off-axis  angular  displacement  was  about  3°,  and  the  first  zero 
in  visibility  occurred  at  about  d  =  1  cm.  The  finite  spectral  width  of  the  line 
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Figure  35.  Microdensitometer  Traces  for  the  Fizeau 
Interferometer  Image  Patterns 

(5461  ft/line,  80  &  spread)  precluded  measurement  of  the  center  point  of  more  than 
about  0.6°  for  d  =  0.3  cm.  Figure  35  shows  the  fringe  pattern  for  a  separation  of 
0.3  cm;  the  fringes  are  high  contrast  and  both  off-axis  and  on-axis  patterns  are 
essentially  the  same.  Figure  36  and  37  show  the  fringe  pattern  for  separations  of 
0.5  cm  and  1  cm.  Again  the  patterns  are  much  the  same.  The  experiment  then 
confirms  the  stationarity  of  the  Fizeau  interferometer  for  the  conditions  mentioned 
above. 


SUMMARY 

The  conclusions  drawn  from  this  analysis  and  from  the  analysis  presented  in 
Chapter  2  are  given  in  the  next  chapter.  The  instruments  are  compared  primarily 
on  their  ability  for  measuring  source  sizes.  Other  advantages  and  disadvantages 
of  the  instruments  are  also  included. 
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Figure  36.  Microdensitometer  Traces  for  the  Fizeau 
Interferometer  Image  Patterns 
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Figure  37.  Microdensitometer  Traces  for  the  Fizeau 
Interferometer  Image  Patterns 
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Figure  38  Experimental  Geometry  of  the  Fizeau  Interferometer 


BURLINGTON  •  MASSACHUSETTS  77 


CHAPTER  5 


C  ONC  LUSIONS 

In  this  report  we  have  considered  interferometers  and  telescopes  (reflecting 
and  refracting)  as  instruments  for  measuring  source  sizes  greater  than  a  few 
mieroradianr.  We  have  also  tried  to  point,  out  limitations  imposed  upon  both  types 
of  instruments  by  atmospheric  conditions.  In  the  absence  of  turbulence  both  instru¬ 
ments  worked  in  the  laboratory.  The  telescope  is  superior  when  observing  resolv¬ 
able  objects  because  of  its  simplicity  and  because  it  enabled  one  to  obtain  a  photo¬ 
graphic  record  of  the  results  with  only  one  measurement.  Even  under  these  ideal 
conditions,  the  interferometers  are,  of  course,  sensitive  to  mechanical  vibrations 
Visual  detection  of  fhe  fringes  n  the  Michelson  Stellar  Interferometer  was  neces¬ 
sitated  by  the  low  light  levels  being  used.  In  the  piesence  of  turbulence,  however, 
it  was  soon  clear  that  the  interferometer  was  a  superior  instrument  to  the  telescope 
for  measuring  source  sizes  of  bodies  having  known  configuration  and  intensity 
distribution 

Three  different  types  of  interferometers  were  investigated  during  the  duration 
of  this  contract.  A  summary  of  the  results  cf  these  investigations  follows.  From 
the  analyses  in  Chapters  2  and  *4  of  the  Fizeau,  Michelson,  and  Folding  interfero¬ 
meters,  we  shall  compare  their  performance  for  measuring  the  angular  size  of 
known  incoherent  source  shapes.  The  measurement  of  the  internal  distribution 
across  unknown  shapes  will  also  be  discusser* 

COMPARISON  OF  THE  FOLDING,  MICHELSON,  AND  FIZEAU 

INTERFEROMETERS 

MEASUREMENT  OF  ANGULAR  DIAMETERS  OF  KNOWN  SOURCES 

All  three  interferometers  may  be  used  to  determine  the  angular  size  cf  a  known 
source  configuration  (e.  g. ,  a  two  point  object  o"  a  uniformally  illuminated  square 
or  disk),  having  a  known  inten_ity  distribution.  The  limiting  aperture  size  required 

for  measurement  of  a  square  source  is  less  by  a  factor  of  3/4  in  the  folding  inter- 

* 

ferometer  than  in  the  Fizeau  interferometer  ,  For  the  two -point  system,  however, 

* 

As  seen  in  T'lble  I  we  have  defined  the  limiting  aperture  in  the  Fizeau  inter¬ 
ferometer  as  the  slit  separation  whereas  in  the  Michelson  stellar  interferometer  the 
mirror  separation  is  the  limiting  aperture  ard  in  the  folding  interferometer  the 
mirror  is  the  limiting  aperture. 
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the  minimum  aperture  sizes  for  all  three  interferometers  must  be  the  same,  there¬ 
fore, the  factor  of  3/4  mentioned  above  is  not  advantageous.  The  folding  interferom¬ 
eter  determines  the  size  in  a  single  measurement  since  a  continuous  aperture  is 
used;  in  the  Fizeau  and  Miehelson  interferometers  a  series  of  measurements  are 
required.  More  knowledge  about  the  possibility  of  constructing  large  folding  inter¬ 
ferometers  is  required  before  it  is  clear  whether  this  single  measurement  feafure 
is  an  adv  antage. 

The  chief  disadvantage  of  the  folding  interferometer  is  the  bandwidth  limitation 
imposed  by  the  nonstationarity  of  this  interferometer.  When  the  object  is  off-axis, 
the  fringes  may  vanish  unless  Av/v  is  made  small  enough.  This  effect  is  illustrated 
in  Figures  29  through  33  where  it  is  seen  that  the  null  in  the  fringe  pattern  becomes 
difficult  to  detect  when  a  point  object  is  more  than  a  few  bandwidths  off-axis,  or 
when  the  object  has  an  angular  diameter  larger  than  a  few  bandvddths.  It  should  be 
noted  that  these  calculations  were  made  for  cases  where  the  amount  of  shear  in  the 
instrument  equals  the  angular  size  of  the  source.  However,  even  if  the  shear 
remains  constant,  the  fringes  would  disappear  with  increasing  bandwidth.  Also, 
their  frequency  increases  as  the  object  goes  off-axis  as  seen  from  Eq.  (52).  The 
Fizeau  interferometer  is  not  sensitive  to  the  position  of  the  center  of  the  object  as 
was  demonstrated  experimentally  for  a  typical  case  in  Chapter  4.  The  lack  of 
stationarity  also  makes  the  folding  interferometer  more  sensitive  to  atmospheric 
turbulence  than  the  Fizeau  interferometer,  since  one  effect  of  turbulence  is  often 
to  change  the  apparent  direction  of  the  source.  The  nonstationarity  of  the  Miehelson 
interferometer  also  makes  it  more  sensitive  to  atmospheric  turbulence  than  the 
Fizeau  instrument.  If  the  object  is  non -resolvable,  the  calculations  in  Chapter  2 
have  shown  that  the  nonstau  narity  in  the  Miehelson  interferometer  (toes  not  affect 
the  resi  'ts  in  the  absence  of  turbulence.  In  practice,  this  image  motion  due  to 
turbulence  forced  us  to  use  visual  detection  of  the  fringes.  This  problem,  however, 
could  be  alleviated  by  electronic  fringe  detection. 

Another  disadvantage  of  the  folding  interferometer  is  that  it  measures  a  minimum 
rather  than  a  null.  The  analytical  calculations  indicate  that  theoretically  this  is  not 
very  serious. 
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MEASUREMENT  OF  THE  INTENSITY  DISTRIBUTION  OF  UNKNOWN  SOURCES 


In  principle,  the  Fizeau  and  Miehelson  interferometers  may  be  used  to  measure 
the  projected  intensity  distribution  of  any  incoherent  source.  The  coherence  measure¬ 
ment  yields  the  Fourier  transform  of  source  intensity,  and  it  is  only  necessary  to 
invert  the  transform.  It  is  more  difficult  to  do  this  experimentally  for  nonsymmetric 
sources,  but  in  principle  it  can  be  done,  It  is  not  clear  how  this  may  be  done  in  the 
case  of  the  folding  interferometer  because,  for  two-dimensional  objects,  Eq.  (39) 
does  no'  permit  the  inversion  to  determine  Perhaps  some  generalized 

folding  procedure  will  permit  this  measurement,  but  a  two-dimensional  measure¬ 
ment  is  not  possible  given  the  present  construction  of  the  folding  interferometer. 

Table  1  compares  the  important  characteristics  of  the  three  interferometers  and 
telescopes. 


SUMMARY  OF  CONCLUSIONS 

In  summary  we  can  say  that  in  the  absence  of  turbulence  the  telescope  is  the 
superior  instrument  for  measuring  bodies  with  angular  diameters  greater  than  a 
few  microradians.  It  seems  to  be  a  fair  conclusion  that,  if  the  source  geometry 
and  intensity  distribution  are  completely  unknown, then,  source  size  determinations 
by  interferometer  techniques  become  impractical.  When  turbulence  is  present, 
it  appears  that  an  interferometer  allows  the  best  size  measurement  for  sources 
of  a  known  configuration. 
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COMPARISON  OP  F1ZEAL'.  FOLDING,  AND  MIC  KELSON  INTERFEROMETERS  AND  TELESCOPES 
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